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HEATHEKIT 


INTRODUCTION 


The Heathkit Model SB-620 Scanalyzer gives a 
visual display of signal amplitude versus fre- 
quency along the calibrated horizontal axis on a 
high persistance cathode ray tube, Signals within 
the band being scanned are displayed on the cath- 
ode ray tube as a series of inverted V's, These 
inverted V's are called "pips," 


Your Scanalyzer can be operated as a spectrum 
monitor to scan wide bands of frequencies for 
the presence of signals or for clear frequencies, 
The Scanalyzer can also be used as a separate 
test instrument (in conjunction with an RF signal 
generator) to provide high resolution signal anal- 
ysis, 


The pips may be presented on the screen with 
either a linear or a logarithmic scale, Signals 
that are as far apart as 40 dB (100:1) in ampli- 
tude may be viewed simultaneously with a loga- 
rithmic presentation, The linear scale will show 
the actual linear relationship between signals, 


Both variable and fixed sweep widths are pro- 
vided, The variable sweep width mode of opera- 
tion provides up to 500 kHz of band width pre- 
sentation (150 kHz maximum when wired for 
455 kHz IF systems). The 10 kHz and 50 kHz 
fixed, narrow-band sweep widths permit slow 
speed, high resolution signal analysis, At these 
reduced sweep widths and slow sweep rates, 
this instrument can resolve equal amplitude 
signals down to 1 kHz separation, 


Because it gives a panoramic presentation when 
connected to the IF system of acommunications 
receiver, the Scanalyzer is invaluable for moni- 
toring a wide frequency band for the appearance, 
disappearance, and shift of signals, Yet, whenit 
is placed in the 10 kHz or 50 kHz sweep modes, 
it enables you to examine signals so closely 
adjacent in frequency that their corresponding 
deflections normally tend to merge together or 
even completely mask one another (see Figures 
40-11 and 40-12 on fold-out from Page 63). 


With the Scanalyzer, you will be able to visually 
monitor the portion of the band that is centered 
around the frequency you have tuned on your 
receiver, For example, you may see clear fre- 
quency areas in a crowdedamateur band, or sig- 
nals that may appear on a seldom used band, It 
is possible to identify the type of transmissions: 
SSB, AM, CW, etc, The Scanalyzer can be used 
to provide a visual check for out-of-band opera- 
tion (when used in conjunction with a calibrator), 
to aid in locating spurious transmitter radiation, 
for carrier null adjustments, and for measuring 
unwanted sideband, 


You may also examine and analyze signals of fre- 
quencies other than those for which the Scanal- 
yzer input has been wired by using the input stage 
as a mixer as described in the Operation section 
of this Manual, When set up in this manner, the 
Scanalyzer provides a visual means of examining 
such things as the intermodulation distortion 
products of a single sideband signal, 


Other features of the Scanalyzer include: Focus 
and Astigmatism controls for a sharp clear 
trace, a fast sweep push-button switch for the 10 
kHz and 50 kHz preset slow sweep rates, a -20 
dB Log switch position for an additional 20 dB of 
attenuation in the IF system (which permits a 
full 60 dB dynamic range), plus a 20 dB attenu- 
ator switch for the test signal input, 


The Scanalyzer can be wired for any receiver IF 
frequency between 455kHz and 6 MHz, andit may 
be used with either a 120 or a 240 VAC, 50/60 
Hz power source, 


Refer to the ''Kit Builders Guide" for complete 
information on unpacking, parts identification, 


tools, wiring, soldering, and step-by-step as- 
sembly procedures, 


—a =a HEATHEIT’ Hage 3 
PARTS LIST 


The numbers in parentheses are keyed to the 
numbers on the Parts Pictorial (fold-out from 
Page 5) to aid in parts identification, 


PART PARTS DESCRIPTION PART PARTS DESCRIPTION 
No. Per Kit No, Per Kit 

\. RESISTORS Resistors-1/2 Watt (cont'd.) 

1-74." 1 18 megohm (brown-gray- 
1/2 Wait blue) 

1) 1-62 72 51 Q (green-brown-black) 1-70 aero 22 megohm (red-red-blue) 
1-84 _ 3 62 Q (blue-red-black) Se lLOO aI 100 megohm (brown-black- 
1-3 yc 100 & (brown-black-brown) violet) 
ee Oran | 470 & (yellow-violet-brown) Other 
1-63 cae de 510 Q (green-brown-brown) (2)1-2-1 71 1000 2 1 watt (brown-black- 
1-9 Os He 1000 2 (brown-black-red) red) 

TYE aaeedinasaaal | 1800 2 (brown-gray-red) 1-27-11 —1 33 KQ 1 watt (orange- 
1-13 1 2700 Q (red-violet-red) orange-orange) 
1-14 ees 3300 Q (orange-orange-red) (3)1-153-2 — 1 1000 Q 2 watt (brown-black- 
1-16 poy i 4700 Q (yellow-violet-red) _ red) 
1-20 4 6 10 KQ (brown-black-orange) 1-3-2 —1 10 KQ 2 watt (brown-black- 
1-21 ayo, 15 KQ (brown-green-orange) orange) 
Reels os, 2 22 KQ (red-red-orange) 1-18-2401 33 KQ 2 watt (orange- 
bate. 1 33 KQ (orange-orange- orange-orange) 
orange) 1-5-2 —1 220 KQ 2 watt (red-red- 
1-25 rae 47 KQ (yellow-violet- yellow) 
orange) 
1-60 1 68 KQ (blue-gray-orange) a CAPACITORS 
£=26, , -w4 100 KQ (brown-black- \ 
yellow) Resin and Mica 
1-27 ee 1 150 KQ (brown-green- (4)20-52 - 1 135 Du 
yellow) 2--130 ~—1 12 pf 
1-29 iors 220 KQ (red-red-yellow) 20-99 —1 22 pf 
tele. 2 330 KQ (orange-orange- 20-124 —2 £iSipt 
WE yellow) 202104 =e42 130 pf 
1-33. 2 470 KQ (yellow-violet- 20-107 —1 680 pf 
yellow) Z0G137 wee 1800 pf 
#68). vl 820 KQ (gray-red-yellow) (5)20-42 _ 1 510 pf mica 
1-367 — > 02 1,5 megohm (brown-green- 
green) Disc 
1-38 —— 3 3,3 megohm (orange-orange- (6)21-78 _ 2 5 pf 
green) 21-121 — 1 56 pf 
1-71 mare 4,7 megohm (yellow-violet- Of54' —1 75 pf 
green) 21-9 E-i63 100 pf 
1-86 Pas 5.6 megohm (green-blue- 21-56 wa 6 470 pf 
green) 21-2 pew steal .005 yufd 
1-40 a3 10 megohm (brown-black- 21-31 _ 19 .02 ufd 


blue) 


DESCRIPTION 


PART PARTS 
No, Per Kit 


PART PARTS DESCRIPTION 


No, Per Kit 


A Tubular-Resin mm TERMINAL STRIPS 


(7) 23-20 cee 


_ (20)63-336 = 1 


(21) 63-439 1 


fan 


(26) 54-182 


1 pid tubular, 1200 VDC 


(43) 252-4 24 
3-position, 3-pole single- (44)254-2 - 8 
wafer switch 

3-position, 4-pole, single--X #6 Hardware 


) 
) 
352-1, Ee dA 
) 


( 
( 
former ( 
(58)254-7 -=>18 


Power transformer 


23-04 ssa 15 fd tubular, 1600 VDC(27)431-57 1 2-lug 
(8) 27-47 at el fd resin (28) 431-32 4 2-lug 
(9) 27-60 - 1 22 Ufd resin (29)431-10 2 3-lug 
ay a 1 1 ufd resin (30) 431-12 3 4-lug 
< (31)431-40 1 4-lug 
a Electrolytic (32)431-45 1 6-lug 
(10)25-94 -—1 10 fd (33) 431-55 2 6-lug : 
25-41 2 40 pfd (34) 431-44 1 4-lug high voltage type 
(11) 25-56 1 100 pfd (35) 431-42 2 5-lug high voltage type 
25-154 = 1 2500 yufd 
(12) 25-93 ered 60-40-20-20 yufd 
¥ CONTROLS ZX SOCKETS 
(36)434-34 v- 4 7-pin tube socket 
(13)10-42 2 5000 & (37)434-56 + 2 9-pin tube socket 
10-32 - 1 1 megohm (38)434-42 2 Phono socket 
10-94 2 sa eeeee (39)434-74 ~ 2 Crystal socket 
10-127 72 1 megohm twist-tab a 
10-115 “1 7.5 megohm twist-tab 
(15)10-166 711 100 KQ with wire leads 
(16) 19-78 pal 500 KQ with snap switch 
(17) 19-80 ak 500 K® with push switch HARDWARE 
y. SWITCHES ” #8 Hardware 
(41)250-137 7 4 8-32 x 3/8" screw 
“ (18)60-4 1 SPDT slide switch (42)250-43 9 8-32 x 1/4" setscrew 
(19) 60-15 1 DPDT slide switch 8-32 nut 


#8 lockwasher 


wafer switch (45)250-40 ~2 6-32 x 1-1/2" screw 
(46)250-29 4 6-32 x 3/4" screw 
COILS- TRANSFORMERS (47)250-250 — 4 6-32 x 1/2" screw (black) 
(48)250-89 £-& 7 6-32 x 3/8" screw 
_ (22) 40-590 2 350 kHz trap coil (49)250-56 +, 20 6-32 x 1/4" screw 
— 40-775 1 Oscillator coil (50)252-3 4, 20 6-32 nut 
So 40-776 1 Oscillator coil (51)253-60 -- 4 #6 flat washer 
~~ 40-808 1 Oscillator coil (52)254-1 36 #6 lockwasher 
— 40-807 1 Oscillator coil (53)259-1 ras | Large #6 solder lug 
— (23) 45-33 1 305 WH peaking coil (54)259-6 _ 4 Small #6 solder lug 
_- (24) 52-95 1 IF input transformer x 
52-96 1 IF coupling transformer #3 Hardware 
52-100 i IF output transformer 5) 25001725-2 3-48 x 3/8" screw 
_ (25)52-101 1 Bandpass coupling trans- 6)250-49 ;} 12 3-48 x 1/4" screw 
7 


3-48 nut 
#3 lockwasher 


Pa 
HEATHKIT™ se 
PART PARTS DESCRIPTION 
No, Per Kit 


PART PARTS DESCRIPTION 


No, Per Kit 


X Control Hardware Diodes-Crystals- Tubes-Lamp (cont'd.) 


(59)252-7 _9 Control nut Senatd-124~<T 6EA8 tube 
(60)253-10 _9 Control flat washer — 411-170 ~— 2 6EW6 tube 

(61) 254-4 2 Thick control lockwasher — 411-232 1 3RP7 CR tube 
(62)254-5 e 6 Thin control lockwasher (80) 412-44 _~ 2 NE-83 neon lamp 
(63)259-10 —2 Control solder lug 

(64)455-9 1 Brass bushing 


Y MISCELLANEOUS 
A Other Hardware 


(65)252-9 1 Speednut, large (81)73-44 . — 2 3/4" plastic grommet 
252-10 —2 Speednut, small 15-4607. L 5/16" plastic grommet 
(66)255-55 — 1 3/4" long, tapped phenolic (82)73-5 IT Rubber cushion strip 
spacer (83)795.24 5. ST Line cord strain relief 
(67)255-63 -~ 2 2"' tapped spacer (84)89-1 —1 Line cord 


(68) 260-7 3 


(69) 260-29 7 2 


& METAL PARTS 


- (10) 100-329 

_(71) 207-1 

~ (12) 210-31 

- (13) 203-448-3 

_ (14) 200-471-2 
(75) 90-337 


/ DIODES-CRYSTALS-TUBES-LAMP 


1 
2 
i 
1 
1 
1 


(76)56-49 — 1 

G2)57-27 8 

(78)57-44 2 

, (79) 404-304 — 1 
MeAli-10 1 

eee4ii-11 1 

411-25 1 


—— 


— 


Transformer mounting clip (85)134-139 — 1 
Crystal clip (86) 205-254 — 1 
; (87) 206-30 — 1 

~ (g8)206-304 — 1 


(89)261-9 Vv 4 

(90)261-25 22 

CRT mounting ring 255-59 2 

CRT neck clamp S43-0. 5, oa il 

Bezel 344-50 — 1 

Front Panel 346-1 art 

Chassis 391-4730 — A 

Cabinet (91)413-10 — 1 

421-20 - 1 

(92) 422-1 1 

(93) 438-4 uw 2 

(94)462-191 _-9 

Varicap* (95)481-1 -—1 

Silicon diode, 750 ma,, (96)414-17-1_ 1 

500 PIV 490-1 =a 

Selenium diode, 2 ma,, 490.5>> —"I 
1750 PIV 331-6 

Crystals (matched set, 350 391-34 ~1 

kHz and 349,850 kHz), 597-260 —1 

6AT6 tube 597-308 -—1 

— 6AU6 tube 597-367 —1 

— 12AU7 tube 595-827 1 


*Registered trademark of TRW Semiconductors, 


Inc, 


Wire harness 
Alignment tool blade 
Spiral shield 

CRT shield 
Rubber foot 
Plastic foot 
Plastic foot spacer 
Coaxial cable 
Hookup wire 
Sleeving 
Nameplate 

Pilot lamp lens 


1/2 ampere slow-blow fuse 


Fuse block 
Phono plug 
Knob 


Capacitor mounting wafer 


Grid screen 
Alignment tool 
Nut starter 

Solder 
Identification label 
Parts order form 
Kit Builders Guide 
Registration Card 
Manual 
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STEP-BY-STEP ASSEMBLY 


Refer to Pictorial 1 for the following steps, 


#3 LOCKWASHER@D 


Before you start to assemble the kit, read the ) 

Kit Builders Guide for complete information on AR 

wiring, soldering, and step-by-step assembly 3-48 NUT J 

procedures, Do not unpack the CRT until it is #3 LOCKWASHERG® | 

called for in a step, A's 

i. SMALL | 
A) #6 SOLDER LUG | 


\ 
(~) Locate the chassis and position it as shown 
in Pictorial 1, 


NOTE: When hardware is called for in a step, 
only the screw size will be given, For instance, 
if "3-48 x 1/4" hardware" is called for, it means 
that a 3-48 x 1/4" screw, one or more #3 lock- 
washers, and a 3-48 nut should be used, The De- 
tail referred to in the step will show the proper 

number of lockwashers to use, | U 


BOTTOM OF CHASSIS 


The Heath Company has provided a plastic nut “‘. - screw {] 
starter with this kit, Use this nut starter to hold 

and start 6-32 and 3-48 nuts onscrews, Refer to Detail 1A 
Page 3 of the Kit Builders Guide for further in- 

formation, 


(.)) Refer to Detail 1A and mount a 7-pin tube 
socket at V1 with asmall#6 solder lug at Z, 
Use 3-48 x 1/4" hardware, Position the 
blank space of the tube socket as shown by 
the arrow, Bend solder lug Z up away from 
the chassis, 


3-48 NUT 


#3 LOCKWASHER 


—— 


) Similarly, mount a 7-pin tube socket at V3 TERMINAL STRIP 


with a small #6 solder lug at K, Use 3-48 x 
1/4" hardware, Bend the solder lug up, 


#3 LOCKWASHER 


NOTE: Several terminal strips are used in this 
kit that have similar descriptions (for example: 
2-lug terminal strip #431-57 and 2-lug terminal 
strip #431-32), Be sure touse the correct termi- 
nal strip as called out in the step, If necessary, 
use the terminal strip part numbers to refer back 
to the Parts List and Parts Pictorial, 


1} 7 PIN SOCKET 


( ,) Refer to Detail 1B and mount a 7-pin tube 
socket at V4 with a small 2-lug terminal 
strip (¢431-57) at J. Use 3-48 x 1/4" hard- 
ware, Note that lockwashers are used both 
above and below the terminal strip mounting 
foot, 


(. ) Mount a 7-pin tube socket at V5 witha small Detail 1B 
#6 solder lug at H, Use 3-48 x 1/4" hard- 
ware and bend the solder lug up away from 
the chassis, 


P: 
=== HEATHKIT]| aecal 


a ) Mount a 9-pin tube socket at V2, Use 3-48 x 
1/4" hardware, Position the blank space of 
the tube socket as shown by the arrows, 


() ) Mount a 9-pin tube socket at V6, Use 3-48 x 
1/4" hardware and position the blank space 
as shown, 


&& 3-48 NUT 


GD+#3 LOCKWASHER 


i c] 
3-48x3/8" SCREW 


( 5 Refer to Detail 1C and mount a crystal socket 
and clip at Y1, Use 3-48 x 3/8" hardware, 
Position the crystal clip on top of the chassis 
as shown, Be careful not to overtighten the 
hardware or the crystal socket will crack, 


Detail 1C 


(.) Similarly, mount a crystal socket with a 
crystal clip at Y2, Use 3-48 x 3/8" hard- 


ware, 
® 6-32 NUT 


db #6 LOCKWASHER 


BOTTOM OF CHASSIS | 


LOCKWASHER 


Unene SCREW 


Detail 1D 


\) Refer to Detail 1D and mount a 6-lug ter- 
minal strip (#431-55) at F. Use 6-32 x1/4" 

hardware, 

( 


) Mount 5-lug high voltage terminal strips 
(#431-42) at E and D. Use 6-32 x 1/4" 
hardware, 


) Mount a 4-lug high voltage terminal strip 
(#431-44) at C. Use 6-32 x 1/4" hardware, 


\ 
(J) Mount a 4-lug terminal strip (#431-12) atG, 
Use 6-32 x 1/4" hardware, 


\ 


) Mount a 6-lug terminal strip (#431-45) at L. 
Use 6-32 x 1/4" hardware, ; 


(~j) Refer to Detail 1E and mount the fuse block 
at B, Use 6-32 x 3/8" hardware, 


6292 NUTS 


BOTTOM 
OF CHASSIS 


| 


6-32x3/8" seven 


Detail 1E 


a) Refer to Detail 1F and install 3/4" plastic 
grommets at HA and HB, Install the grom- 
mets from the top of the chassis, 


(J) Similarly, installa 5/16" plastic grommet at 
Hes 


TOP OF CHASSIS 


POSITION THE SMALL 
PORTION OF THE GROMMET 
INTO THE CHASSIS HOLE. 


BEND THE LARGE PORTION 
OF THE GROMMET OVER AND 
INTO THE SMALL PORTION. 
PRESS IT FIRMLY INTO 
PLAGE. 


Detail 1F 
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OUTSIDE REAR PANEL 


6-32 NUT IY 
=6 LOCKWASHER Ei) 


ne 


OUTSIDE REAR PANEL 


a 


6-32x1/4" SCREW 


6-32x1/4" 
SCREW 


Se 


Detail 1G 


(\) Refer to Detail 1G and mount phono sockets 
at BG and BK, Use 6-32 x 1/4" hardware, 
Position the phono sockets as shown, 


QO) Refer to Detail 1H and mount a DPDT slide 
switch (#60-15) at BJ. Use 6-32 x 1/4" 
screws, 


d) Mount a SPDT slide switch (#60-4) at BH. 
Use 6-32 x 1/4" screws, 


(~) Refer to Detail 1J and mount a 7,5 megohm 
twist-tab control (#10-115) at BF. Secure the 
control by twisting each tab 1/8 turn, 


(3) Mount a 1 megohm twist-tab control (#10- i 
127) at BE. Secure the control by twisting 
each tab 1/8 turn, 
I 


(A) Mount a 100 KQ twist-tab control (#10-58) 
at BD. Secure the control by twisting each 
tab 1/8 turn, 


( y Mount a 1 megohm twist-tab control (#10- y 
127) at BC. Secure the control by twisting 6-32x1/4" 


SCREW 


#6 LOCKWASHER #6 LOCKWASHER 


each tab 1/8 turn, 


ey ) Refer to Detail 1K and mounta 4-lug termi- 
nal strip (#431-12) at BB, Use 6-32 x 1/4" 


hardware, 


Detail 1K 


HEATHKIT” 


fa s2iPan SCREW 


BOTTOM | 
OF CHASSIS 


es #6 LOCKWASHER 


b 


2" SPACER 


Detail 1L 


( ) Refer to Detail 1L and mount a 2" tapped 
Spacer on top of the chassis at AB, Use a 
#6 lockwasher and a 6-32 x 1/4" screw, 


( J Mount a 2"' tapped spacer ontop of the chas- 
is at AC anda large #6 solder lug on the bot- 
tom of the chassis at A. Use a 6-32 x 3/8" 


screw, 


( 


ware, 


(3) Refer to Detail 1N and mounta 3-lug termi- 
nal strip (#431-27) on top of the chassis at 
AA and a 6-lug terminal strip (#431-55) on 
the bottom of the chassis at R. Use 6-32 x 
3/8" hardware, Position the terminal strips 


as shown in Pictorial 1, 


“gig 


(> 


each mounting lug 1/8 turn, 


— 
, 
Soveate 
_— 


mounting wafer, 
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bs 6-32 NUT 


ES #6 LOCKWASHER 


| fig 4ex978™ SCREW 


TWIST LUGS 1/8 TURN 


Refer to Detail 1M and mount a capacitor 
mounting wafer at S with a 4-lug terminal 
strip (#431-12) at P and a 4-lug terminal 
strip (#431-40) at U. Use 6-32 x 3/8"'hard- 


Install the 60-40-20-20 ufd electrolytic 
capacitor in the mounting wafer at S, Posi- 
tion the capacitor lug markings as shownin 
Pictorial 1, Secure the capacitor by twisting 


Solder lug 6 of capacitor S to the metal 


Detail 1M 


& 6-32 NUT 


ds #6 LOCKWASHER 
ire 


We) #6 LOCKWASHER 


tf 

y 

: 6-32x3/8" SCREW 
<2) 


HEATHEIT 


Cut the power transformer leads listed to the fol- & 
lowing lengths, Do not cut leads not mentioned, r 
Measure the transformer leads from the point & - 
they leave the transformer shell, 


yo. 


COLOR LENGTH 

sot ty eth eee SS. ie LOCKWASHER | 
(\) Blue va ey 
(!) Yellow 5-1/4" 
r ) Green-yellow 5-1/4" ; 
> | 
() Green 4-1/2" | / | 

‘ | \ ds | HY 

(\,) Either red 4 : [S ZIP Ht 
(\) Other red 2-1/4" KS ZB | 


| 

\ 

(7) Remove 1/4" insulation from each trans- | 
former lead, Twist the fine wires of each | 
lead together and apply just enough solder 
to prevent "fraying". 


) Refer to Detail 1P and mount the power 
transformer at T4 with 2-lug terminal strips 
(#431-32) at M, N, W, and X. Place the 
green, both red, blue, and green/yellow 
leads through hole HE and the other leads 
through hole HD, Secure the transformer and 
terminal strips with 8-32 x 3/8" screws, 
#8 lockwashers, and 8-32 nuts, 


ee 
SCREW 


(* ) Mount the IF output transformer (#52-100) at 
T3, Position the color dot as shown in Pic- 
torial 1, Secure the transformer with the 

transformer mounting clip as shown in De- 
tails 


d ) Similarly, mount the IF coupling transform- ee Ean : | 


er (#52-96) at T2 withatransformer mount- | 
ing clip, Position the color dot as shown, COLOR "\ heel 
aa 


( ) Mount the IF input transformer (#52-95) at 
T1 with a transformer mounting clip, Posi- 


tion the color dot as shown, 
Detail 1R 


(~) Place the chassis aside temporarily, ry 4 


(Gegaeareerr] HEATHEIT Pages 


PICTORIAL 2 


PANEL PARTS MOUNTING 
Refer to Pictorial 2 for the following steps, 
\ 


i) Place a soft cloth over your work area to 
protect the finish on the front panel, To 
further protect the finish during assembly, 


masking tape may be placed around each 
edge of the front panel, 


NAMEPLATE 


- 
- 
- 


ene 


© 
© 


Detail 2A 


rm ) Refer to Detail 2A and installthe nameplate 
on the front panel, Use two speednuts as 
shown, 


( i} Refer to Detail 2B and install the neonlamp 
lens at FC using a push-on speednut, 


a 
PUSH-ON 


t SPEEONUT 


Cp 


—=—-NEON LAMP 
LENS 


Detail 2B 
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PICTORIAL 2 

: (Repeat) 

) ) Refer to Detail 2C and mount the CRT mount- ed) Refer to Detail 2D and start a control nut on 
ing ring, grid screen, and bezel onthe front the bushing of a 7,5 megohm control (#10- 
panel with a 3-lug terminal strip at FD, 94). Turn the nut tightly against the bottom 
Use 6-32 x 1/2" black screws and 6-32 of the bushing, Now mount this controlat FF 
hardware, with a thin control lockwasher, a control flat 


washer and a control nut, 
NOTE: Be sure the markings on the gridscreen 
and the bezel are square with the panel, 


WIDE EDGE 


eee 


<< La 
Bi RR | 
p> ig " | 6-32x1/2" 

> BLACK SCREW 

— fl 
GRID LINE 

= 

Q— CRT MOUNTING RING 

aa #6 LOCKWASHER 


6-32 NUT 


Detail 2C 


(ES seatrHeKir 
CONTROL 
NUT 


CONTROL 
FLAT WASHER 


SS 


Detail 2D 


«) Mount a 500 KQ control with switch (#19-80) 
at FE, Use a thin control lockwasher, a con- 
trol flat washer, and a control nut, 


(}) Refer to Detail 2E and mount a 3-position, 
4-pole, single-wafer switch (#63-439) at 
FA, Note the position of the 4 lugs on the 
front of the switch wafer, Use a control 
solder lug, a control flat washer, anda con- 
trol nut, 


Refer to Detail 2F and mount a 3-position, 
3 pole, single-wafer switch (#63-336) at FB. 
Use a +ht ontrol lockwasher, a control 
flat washer, and a control nut, Note the 
position of the switch lugs, 


~_- 
6" 


Refer to Pictorial 3 (fold-out from Page 17) for 
the following steps, 


NOTE: When mounting the following five con- 
trols, position the controls as shown, Do not 
tighten the control nuts until instructed todo so, 


(\) Position the panel and chassis as shown in 
Detail 3A, and mount a 1 megohm control at 
FH, Use a thin control lockwasher, a control 
flat washer, and a control nut, 
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) Similarly, mount a 7,5 megohm control 

(#10-94) at FJ, Use athin control lockwash- 

Ss er, a control flatwasher, and a control nut, 
(~) 


Mount a 5000 Q (#10-42) control at FM, Use 
a thin control lockwasher, a control flat 
washer, and a control nut, 


Ak ) Refer to Detail 3B and mount a 5000 2 

(#10-42) control at FK, Useacontrol solder 
lug as shown at FL, a control flat washer 
and a control nut, Bend the end of the con- 
trol solder lug so it does not interfere with 
lug 2 of control FM, 


Ny Refer to Detail 3C and mount a 500 KQ con- 
trol with snap switch and plastic shaft 
(#19-78) at FG. Use a thick control lock- 
washer, a 3/4" long phenolic spacer (#255- 
55), a thisontrol lockwasher, a control flat 
washer, and a brass bushing, Note that the 
threads on the outside of the bushing enter 
the interior threads of the spacer, passing 
first through the thig’tontrol lockwasher, 
To avoid stripping the threads of the spacer, 
do not overtighten the brass bushing, 


( ai Align the bottom edge of the chassis with 
the front panel, and tighten the five control 
nuts, 


INITIAL WIRING 


NOTE: Wherever there is a possibility of bare 
leads shorting to other parts or to the chassis, 
the leads should be covered with insulating 
sleeving, Sleeving is provided for this purpose, 


Be sure to position all wires as shown in the 
Pictorials, If some wires then appear to be too 
long, double them back against themselves to 
dispose of the extra length and, iffeasible, place 
the excess lengths down against the chassis, 


Refer to Pictorial 3 for the following steps, 


Connect the power transformer leads extending 
from hole HE as follows: 


(—) Short red lead to lug 1 of terminal strip X 
(NS), 
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Detail 3C 


Q ) Long red lead to lug 3 of terminal strip U 


(NS). 
(~) Green lead to lug 5 of terminal strip R (NS). 


(.) Green-yellow lead to lug 2 of terminal strip 
R (NS). 


The blue lead will be connected later, 
\ 
(\) Connect a 4-3/4" hookup wire from lug 4 of 
terminal strip R (NS) to lug 4 of tube socket 
V5 (NS). 


Connect the power transformer leads extending 
from hole HD (except the yellow lead) as follows; 
route the leads as shown: 


( ) Connect either brown lead to lug 2 of termi- 
nal strip E (NS), 


Gag hearuexir 


) Connect the other brown leadto lug 1 of ter- 
minal strip E (NS). 


( ~) Connect the black lead to lug 4 of terminal 
strip BB (NS). 


d ) Connect the black-red lead to lug 2 of termi- 
nal strip BB (NS). 


NOTE: The power transformer has a dual pri- 
mary winding and can be wired to operate from 
either 120 volts or 240 volts, Determine the AC 
line voltage in your area and follow the proper 
set of steps to wire the power transformer, 


120 Volt Wiring 


(J) Connect the black-green lead to lug 4 of 
terminal strip BB (NS). 


d) Connect the black-yellow lead to lug 2 of 
terminal strip BB (NS), 


240 Volt Wiring 


Refer to the inset drawing on Pictorial 3for the 
following steps, 


( ) Connect the black-green lead to lug 1 of 
terminal strip BB (NS), 


Connect the black-yellow lead to lug 1 of 
terminal strip BB (S-2). 


( 


_— 


( ) Cut the length of spiral shield in half, Slide 
one half of the spiral shield over the yellow 
lead extending from hole HD, Slide the re- 
maining half of the spiral shield over the 
blue lead extending from hole HE, 


(~) Connect the yellow lead from hole HDto lug 
4 of terminal strip D (NS). 


Page 15 


Sy Connect the blue lead from hole HE tolug 5 
of terminal strip D (NS). 


( \ Position the spiral shield on the yellow and 
blue leads as shown in Pictorial 3, 


Remove all the insulation from a 1-1/4" 
length of hookup wire, Then bend a hook in 
one end of this bare wire and hook it over 
the spiral shield as shown, Solder the 
bare wire to the spiral shield, 


a 


| 
(UV) Connect the free end of the bare wire to lug 


2 of terminal strip J (NS). 


(~\) Connect one end of a 4"’ hookup wire to lug 
6 of terminal strip R (NS), Place the other 
end of this wire through grommet HC, It 
will be connected later, 


a ) Refer to Detail 3D and twist two 15" hookup 
wires together until there are approximately 
three turns every two inches, 


1-1/2 TURNS 


naples dela 
Se 


Detail 3D 


NOTE: Inthe next few steps, toprepare the twist- 
ed pairs of wires that are called for, cut the in- 
dicated length from the wires twisted inthe pre- 
vious step, Then unwind the ends fora short dis- 
tance and remove 1/4" of insulation from both 
wires at both ends, 


q) At one end of a 4-1/2" twisted pair, connect 
either wire to lug 5 (NS) and the other wire 
to lug 2 (NS) of terminal strip R. 


| At the other end of this twisted pair, con- 
nect either wire to lug 9 (NS) and the other 
wire to lug 5 (NS) of tube socket V6, 


~, 


HEATHEKEIT’ 


NOTE: Where a wire passes through a connec- 
tion and then goes to another point, as in the next 
step, it will count as two wires inthe solder in- 
structions (S-2), one entering and one leaving the 
connection, 


ay 
res) At one end of a 4"' twisted pair, connect 


» 
a 


\ 


either wire to lug 9 of tube socket V6 (S-2). 
Remove a total of 1/2" of insulation from the 
other wire in this twisted pair, Place this 
wire through lug 4 (S-2) to lug 5 (S-2) of tube 
socket V6, 


At the other end of this twisted pair, connect 
either wire to lug 3 (NS) andthe other wire to 
lug 4 (NS) of tube socket V4, 


At one end of a 4'' twisted pair, connect 
either wire to lug 3 (S-2) andthe other wire 
to lug 4 (S-2) of tube socket V4, 


At the other end of this twisted pair connect 
either wire to lug 3 (S-1) andthe other wire 
to lug 4 (S-1) of tube socket V3, 


NOTE: When wiring this kit, you will be instruc- 
ted to prepare the lengths of hookup wire ahead 
of time, as in the next step, To prepare a wire, 
cut it to the indicated length and strip 1/4" of 
insulation from each end, The wires are listed 
in the order in which they will be used, 


\ 


() 


(J) 


Prepare the following lengths of hookup 
wire: 


uf pl ay 
3-1/4" mi 
3-3/4" PAS 
4.3/4" 5t 


Connect a 7'' wire from lug 4 of tube socket 
V5 (S-2) to lug 4 of tube socket V2 (NS). 


() 


Y 
& 


(S) 


XN 


x 


Connect a 3-1/4" wire from lug 4 of tube | 
socket V2 (S-2) to lug 4 of tube socket V1 
(NS). 


Connect a 3-3/4" wire from lug 4 of tube 
socket V1 (NS) to lug 2 of terminal strip X 
(NS). 


Connect a 4-3/4" wire from lug 1 of terminal 
strip X (NS) to lug 2 of electrolytic capacitor 
S (S-1). 


Connect a 5" hookup wire from lug 2 of 
terminal strip M (NS) to lug 3 of electro- 
lytic capacitor S (NS). 


Remove an additional 3/4'' of insulation 
from a 7"' hookup wire, Then connect this 
wire from lug 1 of terminal strip M (NS), 
through lug 4 (NS), to lug 1 (NS) of electro- 
lytic capacitor S (NS), 


a) Connect a 2" hookup wire from lug 2 of 


» 


(>) 


terminal strip U (NS) to lug 2 of terminal 
strip W (NS), 


Connect a 5" hookup wire from lug 3 of 
terminal strip P (NS) to lug 1 ofcontrol BF 
(NS). 


Prepare the following lengths of hookup 
wire: 


3-1/4" Qi 

5" 9-1/4" 
oe 1-1/2" 
3" 1-1/4" 


Connect a 3-1/4" wire from lug 1 of termi- 
nal strip P (NS) to lug 2 ofterminal strip N 
(NS). 


(eegesarearr] HEATHKIT| sales 


(\) Place all of the CRT socket leads through 


( ) Connect a 5" wire from lug 1 of terminal 


strip P (NS) to lug 3 of control BE (NS). 


Connect a 3'' wire from lug 3 of control BE 
(S-2) to lug 3 of control BC (S-1). 


Connect a 3"' wire from lug 1 of control BE 
(S-1) to lug 1 of control BC (NS). 


Connect a 2" hookup wire from lug 1 of con- 
trol BC (S-2) to lug 3 of terminal strip BB 
(S-1). 


Refer to Detail 3E and cut the CRT socket 
leads to the dimensions shown, CAUTION: 
DO NOT STRIP THE BRN LEAD FROM LUG 
12 OF THE CRT SOCKET, Remove 1/4" of 
insulation from each of the other wires, 


MEASURE ALL LEADS 
FROM EDGE OF SOCKET 


Detail 3E 


grommet HA from the top of the chassis, 
Position the socket keyway as shown, 


Connect each CRT socket lead as directedinthe 
following steps: 


~J 


LEAD COLOR CONNECT TO 

()) Red lug 2 of terminal strip D (NS). 
(, ) Blue lug 5 of terminal strip E (NS). 
(, ) Green lug 4 of terminal strip E (NS), 
(\) Violet lug 7 of tube socket V5 (NS). 
(,) Orange lug 1 of tube socket V6 (NS). 
(\) Yellow lug 6 of tube socket V6 (NS), 
(\) White lug 2 of control BE (S-1). 
( ) Black lug 2 of control BC (S-1), 


( ) Connect the brown lead with the bared end to 


lug 2 of terminal strip E (NS). 


Remove 1/4" of insulation from the remain- 
ing brown lead and connect it to lug1 of ter- 
minal strip E (S-2). 


Connect a 9-1/4" hookup wire from lug 4 of 
terminal strip BB (S-3 for 120 volt wiring, 
S-2 for 240 volt wiring) to lug 4 of control 
FG (S-1), 


Connect a 1-1/2" hookup wire from lug 5 of 
control FG (S-1) to lug 2 of fuse block B 
(S-1), 


Connect a 1-1/4" hookup wire from lug 3 of 
control FG (S-1) to lug 1 of terminal strip 
C (NS). 


HEATHEIT | 


CABLE ASSEMBLY WIRING 
Refer to Pictorial 4 for the following steps, 


d ) Locate the cable assembly (#134-139), bend 


it to the shape shown, with BO#4 at grommet. 


HB and position it on the chassis as shown 
in Pictorial 4, Place breakouts 5 and 6 
through grommet HB, 


NOTE: In the following steps, the cable assembly 
leads will be connected to various points on the 
bottom of the chassis, Each lead will be called 
out by the color of insulation, The coaxial cables 
will be referred to as black and the color band, 
For example, a black coaxial cable witha yellow 
band will be called black-yellow, 


Connect the cable assembly leads from breakout 
(BO) #4 as follows: 


(\) Large red lead to lug 2 of control FG (S-1), 
(+) Large blue lead to lug 2 of control FH (S-1), 
(-) Black lead to lug 2 of terminal strip C (NS), 


(~ ) Blue lead to lug 4 of terminal strip C (NS), 


-—~, 
—_— 
~~ 


Gray lead to lug 3 of control FK (NS), 


() ) Black-yellow coaxial cable: shield lead to 
solder lug FL (NS) and the inner leadto lug 
1 of control FM (S-1). 


(~ ) Black coaxial cable: shield lead to solder 


lug Z (NS) and the inner leadtolug 2 of tube 
socket V1 (NS). 
\ 
~) Red lead to lug 3 of terminal strip L (NS), 


() Violet lead to lug 2 of terminal strip L (NS). 


Connect the leads from BO#3 as follows: 


0 ) Yellow lead to lug 1 of terminal strip D 
(NS). 


(.,) White lead to lug 1 of terminal stripG (NS). 


( ) Red lead to lug 4 of terminal strip G (NS), 


) Black-green coaxial cable: shield lead to lug 
2 (NS) and the inner lead to lug 3 (NS) of 
terminal strip G. 


) Gray lead to lug 2 of tube socket V3 (NS). 


Connect the leads from BO#2 as follows: 


(\ ) Large red lead to lug 2 of terminal strip E 
(NS). 


Q ) Large blue lead to lug 5 of terminal strip E 
(S-2). 


( ) Brown lead to lug 1 of terminal strip F (NS), 


( ) Both orange leads to lug 4 of terminal strip 
F (NS), 


(2) Gray lead to lug 5 of terminal strip F (NS), 


(3) Short green lead to lug 6 of terminal strip F 
(NS). 


ie ) Long green lead to lug 1 of control BD (S-1), 


(~) Yellow lead to lug 3 of IF transformer T3 
(NS). 


(3) Black-red coaxial cable: shield lead to lug 3 
(NS) andthe inner lead to lug 2 (NS) of termi- 
nal strip F, 


(J ) Black-blue coaxial cable: shield lead to lug 3 
of terminal strip F (NS) andthe inner lead to 
lug 1 of tube socket V5 (NS), 


Connect the leads from BO#¥1 as follows: 


(\ ) Violet lead to lug 7 of tube socket V6 (NS), 
(\) Blue lead to lug 1 of control BF (S-2), 
(~) Green lead to lug 2 of control BD (S-1), 


J ) Red lead to lug 4 of electrolytic capacitor S 
(S-3). 


(J) Orange lead to lug 3 of electrolytic capacitor 
S (NS). 


n ) Brown lead through grommet HC to be con- 
nected later, 


(,)) White lead to lug 1 of terminal strip N (NS), 


\ 
( ) Yellow lead to lug 4 of terminal strip P (NS). 


fe ) Gray lead to lug 1 of terminal strip R (NS). 


( ) Black coaxial cable; shield lead to lug 1 of 
phono socket BG (NS) and the inner lead to 
lug 2 of switch BH (S-1). 


( 4 Black-yellow coaxial cable: shield lead to 
lug 1 (NS) and the inner lead to lug 2 (S-1) of 
phono socket BG, 


PANEL AND SWITCH WIRING 


Refer to Pictorial 5 (fold-out from Page 21) for 
the following steps, 


( ) Position the cable assembly leads along the 
chassis as shown, 


NOTE: Several leads will be connected to the 
solder lug mounted with switch FA, The lead con- 
nections should be made in two groups, one near 
the bottom of the lug and one near the top of the 
lug, These two groups will be soldered separate- 
ly, The leads in the next three steps connect to 
the bottom of the solder lug, 


When resistors are installed, use only the 1/2 
watt resistors unless higher wattage resistors 
are Specifically called for, 


0 ) Connect a 470 KQ (yellow-violet-yellow) re- 
sistor from lug 1 of control FE (S-1) to the 
solder lug on switch FA (NS), 


( ) Connect a 62 Q (blue-red-black) resistor 
from lug 1 of switch FA (NS) to the solder 
lug on FA (NS), 


s ) Connect a .1 ufd resin capacitor from lug 15 
of switch FA (NS) to the solder lug on FA 
(S-3). 


—-_-~ 
oa 
~~" 


Connect a 2-1/2" wire from the solder lug 
on switch FA (NS) to lug 9 of switch FB (NS). 
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\) Remove a total of 3/4" of insulation from one 
end of a 2-1/2" wire, Place the 3/4" end of 
this wire through lug 12 (NS) to lug 1 (S-1) 
of switch FB, Connect the other end of this 
wire to lug 9 of FB (NS), 


\ 


() Connect a 33 KQ 2 watt (orange-orange- 
orange) resistor between lugs 1 (NS) and 3 
(NS) of terminal strip FD, 


Connect a 3/4'' bare wire between lugs 7 
(NS) and 8 (S-1) of switch FB. 


— 


(~) Slide a neon lamp into the neon lamp sock- 
et at FC, Connect one lamp lead to lug 1 of 
terminal strip FD (NS) and the other lamp 
lead to lug 12 of switch FB (S-3), 


_ Connect the cable assembly leads from BO#5as 


ollows: 
(°) Blue lead to lug 3 of control FF (NS), 


\ 
(~ ) Red lead to lug 1 of terminal strip FD (S-3), 


(2) 


~— 


Orange lead to lug 3 of terminal strip FD 
(S-2). 


(\) Violet lead to lug 2 of switch FB (S-1). 


(, ) Remove an additional 1/4" of insulation 
from the green lead, Place this lead through 
lug 4 (S-2) to lug 3 (S-1) of switch FB. 


(\) Gray lead to lug 5 of switch FB (S-1), 


(\) White lead to lug 6 of switch FB (S-1), 


_() Brown lead to lug 11 of switch FB (S-1). 


(S ) Black lead to the solder lug on switch FA 
(NS). 


\) Black-green coaxial cable: shield lead to lug 
9 (S-3) and the inner lead to lug 10 (S-1) of 
switch FB. 


CQ) Black-red coaxial cable: shield lead to the 
solder lug on switch-FA (NS) and the inner 
lead to lug 7 of switch FB (S-2). 


pS 


Black-blue coaxial cable: shield lead to the 
solder lug on switch FA (NS) and the inner 
lead to lug 16 of switch FA (S-1). 
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CAUTION: Carefully observe the lugs of switch 
FA, as shown in Pictorial 5, The lugs around one 
side of the switch are very close together, Be 
sure you use the proper lug in each step, and be 
careful that you do not short circuit two lugs 
with wires or solder, 


Connect the cable assembly leads from BO#6as 
follows: 


— ) Violet lead to lug 2 of control FE (8-1). 


7” } White lead to lug 3 of control FE (S-1), 


Mie Gray lead to lug 4 of switch FA (S-1), 


O) Yellow lead to lug 5 of switch FA (NS), 


(> Brown lead to lug 8 of switch FA (NS). 


(S) Blue lead to lug 14 of switch FA (S-1), 


oe 
OS Connect a 3" hookup wire from lug 5 of 
switch FA (NS) to lug 5 of control FE (S-1). 


Remove a total of 1/2" of insulation from one 
end of an 8" hookup wire, Place this end of 
the wire through lug 1 (S-2) tolug2 (S-1) of 
control FF, Connect the other end of this 
wire to lug 9 of switch FA (S-1), 


Q) 


( ) Connect a 10 megohm (brown-black-blue) 
resistor from lug 4 of control FE (S-1) to 
lug 3 of control FF (S-2), 


Connect a .005 pufd disc capacitor between 
lugs 11 (S-1) and 13 (NS) of switch FA, 


-_— 
[4 
~~ 


Connect a .02 ufd disc capacitor between 
lugs 13 (S-2) and 15 (S-2) of switch FA. 


-_ 
~~ 


Refer to Detail 5A (fold-out from Page 21) for 
the following steps, 
<\) Connect a 470 2 (yellow-violet-brown) re- 


sistor between lugs 1 (S-2) and 2 (NS) of 
switch FA, 


—- 


Ga seatTHaitT 


Ni Connect an 1800 2 (brown-gray-red) resis- 


tor between lugs 2 (S-2) and 3 (S-1) of 
switch FA, 


Connect a 22 megohm (red-red-blue) resis- 
tor between lugs 5 (S-3) and6 (NS) of switch 
FA, 


()) 
\ 


-) 


Connect a 100 megohm (brown-black-violet) 
resistor between lugs 6 (S-2) and 7 (S-1) of 
Switch FA, 


Cut one lead of a 5,6 megohm (green-blue- 
green) resistor to 1/2'', Then connect this 
lead to lug 12 (NS) andthe longer lead to the 
solder lug (S-5) on switch FA, 


NOTE: The values for the following parts, to be 
installed on switch FA, depend on the IF fre- 
quency of the receiver you intend touse with the 
Scanalyzer, This frequency can be found in your 
receiver instruction manual, You may beable to 
determine this frequency by referring ahead to 
the Receiver Intermediate Frequency Chart on 
Page 51, Look up the make and model number of 
your receiver in this chart, If it is included, the 
IF frequency will be shown in the third column, 
across from the model number, 


( ) Now locate the IF frequency for your 
receiver on the following chart (Chart 1), 
Then determine the values for resistors 
R1 and R2; these resistors are shown across 
from your IF frequency in the second and 
third columns, Note that the value for Rl 
must be obtained, in some cases, by con- 
necting two resistors (the two values shown 
in parentheses) in series, For IF's that are 
not listed, use the resistor values for the 
closest listed frequency, 


NOTE: If you must connect two resistors in 
series to obtain the correct value for resistor 
R1, refer to Detail 5A andperform steps1 and 2 
below, If only one resistor is required at Rl, 
refer to Detail 5B, disregard steps 1 and 2, and 
perform step 3, Then install resistor R2 as 
directed in the next step, 
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( ) 1, Refer to Detail 5A and cut one lead of ge’ 2, Ga nect one lead of the resistor com- 
each of the two resistors to a length of dination to lug 10 (NS), and the other 


a Ot. Place the two resistors ina ''V" lead to Tug 12 of switch FA (S-2), 
relationship to-each other, twist the two 
cut ends together, and solder, () ) 3. Refer to Detail 5B (fold-out from Page 


21), and connect resistor R1 between 


NOTE: Before soldering the connections in the lugs 10 (NS) and 12 (S-2) of switch FA, 


following step, make sure that the two leads cut 


and soldered in the foregoing step are well with- ( ) Refer to Detail 5A or 5 B, and connect re- 
in the panel edges so they cannot short to the sistor R2 between lugs 8 (S-2) and 10 (S-2) 
cabinet or panel later, of switch FA, 

CHART 1 


a 
IF (kHz) (10 kHz) (50 kHz) 


32 M (22 M+ 10 M) 10 M (brown-black-blue) 
(22 M: -red-red-blue) 
(10 M: brown-black-blue) 


6000 


Resistors are shown in ohms (K = 1,000 Q, 
M = 1,000,000 2) 
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PICTORIAL 6 


Refer to Pictorial 6 for the following steps, 


(.) Connect the free end of the brown wire ex- 


tending from grommet HC to lug 3 oftermi- 
nal strip AA (NS), 


Connect the free end of the other wire ex- 
tending from grommet HC to lug1 of termi- 
nal strip AA (NS), 


Connect a 470 KQ (yellow-violet- yellow) re- 
sistor between lugs 1 (NS) and 3 (S-2) of 
terminal strip AA, 


Connect a 100 KQ control with wire leads 
(#10-166) between lugs 1 (S-3) and 2 (S-1) of 
terminal strip AA, 


Gas eatTHaitT 


COMPONENT INSTALLATION 


Refer to Pictorial 7 for the following steps, 


) Connect the positive (+) lead of a 10 pfd 


electrolytic capacitor to lug 1 of terminal 
strip D (S-2) and the other leadto solder lug 
A (S-1). 


NOTE: When connecting tubular capacitors, 
position the banded end as shown in Pictorial 7, 


( 


Connect a .15 ufdtubular capacitor from lug 
1 of terminal strip C (NS) tolug3 of termi- 
nal strip D (NS). 


Connect a ,1 pu fd tubular capacitor from lug 
2 of terminal strip C (NS) tolug4 of termi- 
nal strip D (NS), 


Connect a ,1 ufd tubular capacitor from lug 


- 3 of terminal strip C (NS) tolug4 of termi- 


nal strip D (S-3), 


Connect the positive (+) lead of a selenium 
diode (#57-44) to lug 3 (S-2) and the other 
lead to lug 5 (NS) of terminal strip D. 


Connect the positive (+) lead of a selenium 
diode (#57-44) to lug 5 of terminal strip D 
(S-3) and the other lead to lug 3 (NS) of ter- 
minal strip C (NS), 


Connect a 330 KQ (orange-orange-yellow) 
resistor between lugs 3 (S-3) and i (NS) of 
terminal strip C. 


Connect a 100 KQ (brown-black- yellow) re- 
sistor from lug 1 of terminal strip C (S-4) 
to lug 2 of terminal strip D (S-2), 


Connect a 1,5 megohm (brown-green-green) 
resistor from lug 1 of control FG (S-1) to 
lug 3 of control FH (S-1). 


Connect a 4,7 megohm (yellow-violet-green) 
resistor from lug 1 of control FH (S-1) to 
lug 2 of terminal strip C (S-3), 


Connect a 220 KQ (red-red-yellow) resistor 
from lug 4 of terminal strip C (S-2) to lug 1 
of control FJ (S-1), 


\ 
(_) Connect a 330 KQ (orange-orange-yellow) n ) Connect a 1000 2 (brown-black-red) resis- 


resistor between lugs 2 (S-4) and 4 (S-2) of tor from lug 2 of IF transformer T2 (NS) to 
terminal strip E. lug 4 of terminal strip G (NS). 

¢ ORF 

(\) Connect a 220 KQ (red-red-yellow) resistor 4 ) Connect a 226 KQ (hedtted etter resistor 
from lug 3 of terminal strip F (S-3) to lug 1 from lug 4 of terminal strip G (S-3) to lug 6 
of tube socket V5 (NS). of tube socket V3 (NS), 

(~) Connect a 47 KQ (yellow-violet-orange)re- | NOTE: The line cord and plug supplied with this 
sistor from lug 1 of tube socket V5 (S-3) to kit is intended primarily for 120 volt AC service, 
lug 1 of IF transformer T3 (NS). If the kit is wired for 240 volt AC service, check 

aN your local electrical code for the necessary type 

()) Connect a 2700 Q (red-violet-red) resistor of line cord and plug, and the connection of the 
from lug 4 of terminal strip F (S-3)to lug 3 \. third wire, when required, 


~~ 


of IF transformer T3 (NS). 
( ) Separate the line cord wires for a total of 


Connect a .02 pfd disc capacitor from lug 3 5-1/2", Cut 3" from the end of one of the 
of IF transformer T3 (NS) to lug 2 of termi- line cord wires, Remove 1/4" of insulation 
nal strip J (NS). from this wire, Now twist the wire strands 
: together at the bared end of each wire; then 
Connect a 47 KQ (yellow-violet-orange) re- melt a small amount of solder on the bared 
sistor from lug 3 of IF transformer T3 (S-4) \ ends to hold the wire strands together. 
to lug 6 of tube socket V4 (NS). \ 
(J) Place the prepared end of the line cord 
Connect a 100 2 (brown-black-brown) resis- through hole BA and connect the long wire to 
tor from lug 7 of tube socket V4 (S-1) to lug lug 1 of fuse block B (S-1), Connect the short 
1 of terminal strip G (NS). . Wire to lug 2 of terminal strip BB (S-3) or, 


Connect a 100 2 (brown-black-brown) resis- 
tor between lugs 1 (NS) and 2 (NS) of termi- 
nal strip G. 


Refer to Detail 7A and install the line cord 
\7 \ <“Strain relief in hole BA, 
+ 


\ if wired for 240 volts operation, (S-2). 
) 


i i PLACE THE STRAIN SQUEEZE THE TWO INSERT THE REAR HALF 
Connect a ,02 ufd disc capacitor between BEER AS SHOW. a eee wie Dae 


lugs 1 (S-4) and 2 (NS) of terminal strip G, 


Connect a 470 pf disc capacitor between lugs 
2 (NS) and 3 (NS) of terminal strip G. 


was 


220 E420 << 
Connect a 22 KQ (red-red-orange) resistor CHASSIS REAR 
from lug 3 of terminal strip G (S-3) to lug 
1 of tube socket V4 (NS). 


Detail 7A 


= Refer to Pictorial 8 (fold-out from Page 25)for 
Place one lead of a 680 pf resin capacitor the following steps, 

through lug 3 of IF transformer T2 (NS) to 

lug 5 of tube socket V3 (S-1). Connect the A ) Connect a 1 pfd resin (brown-black-green) 
other lead of this capacitor to lug 2 of T2 capacitor from lug 1 of terminal strip F 
(NS), (S-2) to lug 1 of tube socket V6 (NS), 


Connect a 100 pf disc capacitor from lug1 {) ) Connect a 220 KQ Semmtt (red-red-yellow) 
of tube socket V4 (S-2) to lug 3of IF trans- resistor from lug 1 of tube socket V6 (S-3) 
former T2 (S-3),. to lug 1 of terminal strip P (NS). 
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wd Place one lead of a 5 pf disc capacitor 


Y) 


( ) 


\) 


aba 


(> 


<¥ 


Wrap one lead of a 470 pf disc capacitor 
around solder lug H (S-2) and then place it 
through lug 2 (NS) to lug 3 (S-1) of tube 
socket V5, Connect the other lead of this 
capacitor to lug 1 of IF transformer T3 
(NS). ; 


Connect a 1-1/2" hookup wire from lug 6of \ 


V5 (S-1) to lug 2 of IF transformer T3 (S-1), 


Connect a 1" bare wire from lug 2 (S-3) to 
lug 5 (S-1) of tube socket V5, 


Connect a 100 KQ (brown-black- yellow) re- 
sistor from lug 2 of terminal strip F (S-2) to 
lug 1 of IF transformer T3 (S-3). 


Connect a 33 KQ (orange-orange-orange) 
resistor from lug 5 of terminal strip F (S-2) 
to lug 1 of terminal strip J (NS), 


Connect a 10 KQ (brown-black-orange) re- 
sistor from lug 6 of terminal strip F (S-2) 
to lug 1 of terminal strip J (NS). 


Connect a 1'' bare wire from lug 6 of V4 
(NS) to lug 1 of terminal strip J (S-3). 


Connect a 3/4" bare wire from lug 5 of V4. 


(S-1) to lug 4 of IF transformer T3 (S-1). 


Connect one lead of a 470 pf disc capacitor 
to lug 6 of tube socket V4 (S-3). Wrap the 
other lead around lug 2 of terminal strip J 
(S-4) and connect it to lug 2 of tube socket 
V4 (S-1). 


Connect a .02 pfd disc capacitor from lug 2 
of terminal strip G (S-5) to lug 2 of IF trans- 
former T2 (S-3), 


Place one lead of a .02 ufd disc capacitor 
through lug 2 (S-3) to lug 7 (S-1) of tube 
socket V3, Connect the other lead of this 
capacitor to solder lug K (NS). 


Connect a .02 ufd disc capacitor from lug 6 
of tube socket V3 (S-2) to solder lug K (S-2), 


} Connect a 3/4'' bare wire from lug 2 of 


crystal socket Y2 (S-1) to lug 1 of IF trans- 
former T1 (S-1). 


through lug 2 of crystal socket Y1 (S-2) to lug 
2 of IF transformer T1 (S-1), Connect the 
other lead of this capacitor to lug 6 of tube 
socket V2 (NS), 


Place one lead ofa 1-1/2" bare wire through 
ground lug 12 (NS) tolug 5 (NS) of tube sock- 
et V2, Connect the other end of this wire to 
lug 3 of IF transformer T1 (S-1). 


Connect a 47 KQ (yellow-violet-orange) re- 
sistor from lug 6 of tube socket V2 (S-2) to 
lug 1 of terminal strip L (NS), 


Connect a 02 pfd disc capacitor from ground 
lug 11 of tube socket V2 (NS) to lug 1 of 
terminal strip L (NS), 


Connect a 150 KQ (brown-green-yellow) re- 
sistor from lug 3 of tube socket V2 (NS) to 
lug 1 of terminal strip L (NS), 


Connect a 1000 2 (brown-black-red) resis- 
tor from lug 1 of terminal strip L (S-4) to lug 
1 of terminal strip M (NS), 


Connect a 1000 2 (brown-black-red) resis- 
tor from lug 1 of terminal strip M (S-3) to 
lug 6 of terminal strip L (NS), 


Place one lead of a 47 KQ (yellow-violet- 
orange) resistor through lug 1 of crystal 
socket Y1 (S-2), and through lug 1 of crystal 
socket Y2 (S-2), to lug 1 of tube socket V3 
(S-1), Connect the other lead of this resistor 
to lug 2 of terminal strip L (NS), 


Connect a 15 KQ (brown-green-orange) re- 
sistor from lug 2 of tube socket V2 (NS) 
to ground lug 11 of tube socket V2 (S-2). 


Connect a 4700 2 (yellow-violet-red) resis- 
tor from lug 1 of tube socket V2 (NS) to lug 3 
of terminal strip L (S-2). 


Connect a 100 KQ (brown-black-yellow) re- 
sistor between lugs 9 (NS) and ground lug 
10 (NS) of tube socket V2, 


Connect a 51 2 (green-brown-black) resis- 
tor from lug 2 of tube socket V1 (S-2) to 
solder lug Z (NS), 


() ) 


Gag heatrHKir i NY Page 25 
\ ) Wrap one lead of a .02 ufd disc capacitor (X} Connect a 10 KQ (brown-black-orange) 2 


around solder lug Z (NS) and through lug 3 
(NS) to lug 7 (S-1) of tube socket V1, Con- 
nect the other lead to lug 4 of V1 (S-3). 


Connect a 1000 2 (brown-black-red) 2 watt 
resistor from lug 2 of terminal strip M 
(NS) to lug 1 of terminal strip X (NS). 


Connect a 1000 2 (brown-black-red) 1 watt 
resistor from lug 2 of terminal strip N (NS) 
to lug 1 of terminal strip -W (NS). 


Connect a 5,6 megohm (green-blue-green) 
resistor between lugs 1 (S-2) and 2 (NS) of 
terminal strip N, . 


Connect a 3,3 megohm (orange-orange- 
green) resistor from lug 2 ofterminal strip 
N (NS) to lug 4 of terminal strip P (S-2), 


Connect a .22 ufd resin capacitor between 
lugs 2 (NS) and 3 (NS) of terminal strip P. 


Connect a 33 KQ (orange-orange-orange) 
1 watt resistor from lug 2 of terminal strip 
P (NS) to lug 3 of tube socket V6 (NS), 


Connect an NE-83 neon lamp between lugs 2 
(S-3) and 3 (S-3) of terminal strip P. 


Connect a 1-1/4" length of hookup wire be- 
tween lugs 3 (S-2) and 8 (S-1) of tube socket 
V6, 


Connect a .02 ufd disc capacitor between 
lug 7 (NS) and ground lug 10 (S-1) of tube 
socket V6, 


Connect a 3.3 megohm (orange-orange- 
green) resistor from lug 7 of tube socket V6 
(NS) to lug 3 of control BF (NS). 


Connect a .02 ufd dise capacitor from lug7 
of tube socket V6 (S-4) to lug 3 of control 
BF (S-2). 


watt resistor between lugs 1 (S-2) and 3 (S-3 
of electrolytic capacitor S, 


NOTE: When installing silicon diodes, be sure to 
place the cathode end as directed, The cathode 
end is marked with either acolor end, color dot, 
or color band as shown in Detail 8A, 


NOTE: WHEN INSTALLING SILICON DIODES, THE 
CATHODE END MUST BE PLACED AS DIRECTED. 
THE CATHODE END IS MARKED WITH EITHER 
A COLOR END, COLOR DOT, OR COLOR BAND. 


COLOR COLOR COLOR 
ei gers ne DupeTE OK: 
Detail 8A 


'e ) Connect the cathode lead of a silicon diode 


to lug 3 (NS) and the other lead to lug 2 (NS) 
of terminal strip R. 


(\) Connect the cathode leadofa silicon diode to 
' lug 3 (S-2) and the other lead to lug 5 (NS) 
of terminal strip R. 


( ) Connect the cathode lead ofa silicon diode to 
lug 5 (S-4) and the other lead to lug 4 (NS) 
of terminal strip R. 


Connect the cathode lead ofa silicon diode to 
lug 2 (S-4) and the other leadto lug 4 (NS) of 
terminal strip R. 


(\) Connect the cathode lead of a silicon diode 
to lug 1 (NS) andthe other lead to lug 2 (S-2) 
of terminal strip U. 


Connect the cathode lead of a silicon diode to 
lug 3 (NS) and the other leadto lug 1 (S-2) of 
terminal strip U. 


Connect the cathode lead of a silicon diode to 
lug 4 (NS) and the other leadto lug 3 (S-3) of 
terminal strip U. 


Connect the cathode lead ofa silicon diode to 
lug 1 of terminal strip W (NS) andthe other 
lead to lug 4 of terminal strip U (S-2). 


—~i 
~~ 
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Refer to Pictorial 9 for the following steps, 
) a aval 
(¥) Connect a 220°KQ (red-red-yellow) resistor 
from lug 7 of tube socket V5 (S-2) to lug 1 
of terminal strip P (NS). 


() Connect a 220 K® (red-red-yellow) resistor 
from lug 1 of terminal strip P (S-5) to lug 6 
of tube socket V6 (S-2). 
(.) Connect a 2-1/2" hookup wire from lug 2 of 
" tube socket V6 (S-1) to lug 2 of control BF 
(S-1)5 


Refer to Detail 9A for the following steps, 


ee Connect a .02 yufd disc capacitor between 
lug 3 (S-1) of switch BH and lug 1 of phono 
\ socket BG (S-3). 


() Connect a 3/4'' bare wire from lug 1 of 
switch BH (S-1) to lug 2 of switch BJ (S-1). 


(.) Connect a 1/2" bare wire between lugs 1 
(S-1) and 4 (S-1) of switch BJ. 


(J) Connect a 62 2 (blue-red-black) resistor 
from lug 6 of switch BJ (NS) tolug 1 of phono 
socket BK (NS), 


(SS) Connect a 62 2 (blue-red-black) resistor 
from lug 3 of switch BJ (NS) to lug 1 of 
phono socket BK (S-2). 


(,.) Connect a 1" bare wire from lug5 of switch 
BJ (S-1) to lug 2 of phono socket BK (S-1). 


(\) Refer to Detail 9B and prepare a combination 
of two 510 2 (green-brown-brown) resis- 
tors, Connect this resistor combination be- 
tween lugs 3 (S-2) and 6 (S-2) of switch BJ. 


SOLDER 


Detail 9B 


Gag HrarHxit 


Detail 9A 


Refer to Pictorial 9 for the following steps, 


(3) Connect a 10 KQ (brown-black-orange) re- 
sistor between lugs 1 (S-2) and 4 (NS) of 
terminal strip R. 


) Connect a 10 KQ (brown-black-orange) re- 
sistor between lugs 4 (S-5) and 6 (S-2) of 
terminal strip R. 


(\) Connect the positive (+) lead of a 2500 pfd 
electrolytic capacitor to lug 2 of terminal 
strip W (S-2) and the other lead to lug 2 of 
terminal strip X (S-2),. 


(\)) Connect the positive (+) lead of a 40 ufd 

electrolytic capacitor to lug 1 of terminal 
_ strip W (S-3) and the other lead to lug 1 of 
| terminal strip X (S-4), 


v) Connect the positive (+) lead of a 40 pufd 
electrolytic capacitor to lug 2 of terminal 
strip N (S-5) and the other lead to lug 2 of 

\ terminal strip M (S-3). 


a Connect the positive (+) lead of 100 ufd 
electrolytic capacitor to solder lug FL (NS) 
and the other lead to lug 3 of control FK 
(S-2). 


(4) Connect a 68 KQ (blue-gray-orange) resis- 
tor from lug 6 of tube socket V1 (NS) to 
lug 6 of terminal strip L (NS). 


( .)Aonnect a 10 KQ (brown-black-orange) re- 
sistor from lug 6 of tube socket V1 (NS) to 
solder lug FL (NS), 


(“) Connect a 3"' hookup wire between lug 1 of 
control FK (S-1) and solder lug FL (NS). 
(\4) Connect a 1" bare wire between lug 3 of 
control FM (S-1) and solder lug FL (S-5). 


195° 
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ea Connect a .02 ufd disc capacitor between 
J lugs 6 (S-3) and 3 (S-3) of tube socket V1, 


) Connect a 5 pf disc capacitor between lugs 
/ 2 (NS) and 9 (NS) of tube socket V2, 


sh ) Connect a .02 yufd disc capacitor between 
} lugs 2 (S-3) and 4 (NS) of terminal strip L, 


) Connect a .02 ufd disc capacitor between 
. lugs 4 (NS) and 6 (NS) of terminal strip L. 


This completes the basic wiring of your kit, The 
rest of the wiring in your Scanalyzer depends 
upon the IF frequency of your receiver, This fre- 
quency was determined in a previous step on 
Page 20, when you selected the values for resis- 
tors R1 and R2, 


OPTIONAL IF WIRING 


Three similar sets of wiring instructions are 
given on the following pages, under the following 
three titles: 


455 kHz 


1000 kHz, 1600 kHz, 1680 kHz, 2075 kHz, 
2215 kHz, 2445 kHz, 3000 kHz, 3055 kHz, 
9200 kHz, or 6000 kHz, 


3395 kHz, 


Use only the set of wiring instructions that in- 
clude the IF frequency of your receiver, (NOTE: 
All Heath SB-series receivers have an IF fre- 
quency of 3395 kHz,) 


455 kHz 
Refer to Pictorial 10 for the following steps, 


( ) Connect a .02 ufd disc capacitor between 
lugs 3 (S-2) and 5 (S-2) of V2, 


( ) Locate the oscillator coil (#40-775) and 
mount it at L3 as shown in Detail 10A, 
locating tab, 


Note the position of the 


LOCKING TAB 


BOTTOM OF 
CHASSIS 


Detail 10A 


BANDED 
END 


LOCATING TAB.-:: 


Detail 10B 


Refer to Detail 10B for the following four steps: 


( ) Solder the leads of one 130 pf resin ca- 
pacitor to the leads of another 130 pf 
resin capacitor as shown in the inset 
drawing, This forms a 260 pf capacitor 
combination, 


Connect the 260 pf capacitor combination 
between lugs 2 (NS) and 3 (NS) of coil L3, 


— 


( ) Connect the lead from the banded end of the 
Varicap diode (#56-49) to lug 1 (NS) andthe 
other lead to lug 2 (NS) of oscillator coil 
L3. 


Connect a 75 pf disc capacitor between lugs 
1 (NS) and 3 (NS) of oscillator coil L3, 
Position the body of this capacitor against 
the coil windings as shown, 


( 


— 


Connect a 47 KQ (yellow-violet-orange) re- 
sistor from lug 2 of coil L3 (NS) to lug 2 of 
control FK (S-1). 


( 


— 


( ) Connect a 10 KQ (brown-black-orange) re- 
sistor from lug 2 of coil L3 (NS) to lug 2 
of control FJ (NS). 


NOTE: When soldering the wires at lugs 2 and 
1 of coil L3, hold the leads of the Varicap diode 
with long-nose pliers to carry away the heat, 
The handles of the pliers may be held together 
with a heavy rubber band, 


( ) Connect a 22 KQ (red-red-orange) resistor 


from lug 2 of coil L3 (S-5) to ground lug 13 - : 


of tube socket V2 (NS), 


-_— 
~— 


Connect a 1-1/4" bare wire from lug 1 of 
coil L3 (NS) to ground lug 13 of tube socket 
V2 (S-2). 


Connect a 100 pf disc capacitor from lug 1 
of coil L3 (S-4) to lug 2 of control FJ (S-2), 


-_ 
~~ 


-_ 
~ 


Connect a 1/2" bare wire from lug 4 of coil 
L3 (S-1) to lug 8 of tube socket V2 {S-1). 


Connect a 115 pf resin capacitor from lug3 
of coil L3 (S-3) to lug 9 of tube socket V2 
(S-3), 


~- 
~~ 


~~ 
~~ 


Mount a #40-590 coil at L2, Note the posi- 
tion of the locating tab, 


-_ 
~~ 


Connect a 470 pf disc capacitor between 
lugs 1 (NS) and 2 (NS) of coil L2, 


-_— 
~~ 


Connect a ,02 ufd disc capacitor from lug 
1 of coil L2 (S-2) to lug 2 of tube socket 
V2 (S-3). 


Connect a .02 ufd disc capacitor between 
lug 1 (S-2) and ground lug 10 (S-2) of tube 
socket V2, 


-_— 
~— 


-_— 
~ 


Connect a 1/2" bare wire between lug 7 
(S-1) and ground lug 12 (S-3) of tube socket 
v2. 


HEATHEKIT 


PICTORIAL 10 


) Connect a 510 pf molded capacitor from lug 
5 of tube socket V1 (NS) tolug5 of terminal 
strip L (NS). 


Place one lead of a 305 uwH peaking coil 
(#45-33) through lug 2 of coil L2 (S-3) 
to lug 5 of tube socket V1 (S-2). Connect the 
other lead of this coil to lug 5 of terminal 
strip L (NS). 


Mount a #40-590 coilat L1, Note the position 
of the locating tab, 


Connect a 1" bare wire from lug 1 of tube 
socket V1 (S-1) to lug 1 of coil Lil (NS). 


Connect a 1-3/4" hookup wire from lug 1 of 
coil Li (S-2) to lug 2 of control FM (S-1). 


) Connect a 470 pf disc capacitor from lug 
2 of coil Li (S-1) to solder lug Z (S-5). 
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( ) Connect a .02 ufd disc capacitor between 
lugs 4 (S-3) and 5 (NS) of terminal strip L. 


( ) Connect a 15 KQ (brown-green-orange) 
resistor between lugs 5 (S-4) and 6 (S-4) 
of terminal strip L. 


This completes the wiring of the Scanalyzer, 
Tip and shake the unit to dislodge any wire clip- 
pings or bits of solder that may have fallen un- 
noticed into the assembly, Carefully examine all 
connections to be sure they are properly made, 
and that no short circuits exist between wires or 
components, Then proceed to CRT Installation 
on Page 34, 


There will be some parts left over that would 
have been used in one of the other optional IF 
Wiring instructions, Save these parts, You may 
someday want to change the wiring for use with 
a different IF frequency, 


1000 kHz, 1600 kHz, 1680 kHz, 2075 kHz, 
2215 kHz, 2445 kHz, 3000 kHz, 3055 kHz, 
5200 kHz, or 6000 kHz. 


Refer to Pictorial 11 for the following steps, 


NOTE: One of four different oscillator coils 
will be used, depending on the IF frequency of 
your receiver, Select the correct coil from the 
following chart, 


IF FREQ OSCILLATOR COIL 
PART NO, 

1000 kHz #40-775 

1600 kHz, 1680 kHz #40-808 

2075 kHz, 2215 kHz 

2445 kHz 

3000 kHz, 3055 kHz #40-776 

5200 kHz, 6000 kHz #40-807 


Sa) 


GD 
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Detail 11A ‘ 


( ) Install the selected oscilltor coil at L3 as 
shown in Detail 11A, Note the position of the 
locating tab, 


NOTE: Perform only two of the following steps, 
If the IF frequency of your receiver is 1000 kHz, 
perform only steps 1 and 2, andomit steps 3 and 
4, If the receiver IF frequency is between 1600 
and 6000 kHz, omit steps 1 and 2 and perform 
only steps 3 and 4, 


Refer to Detail 11B for the following two steps, 


Prepare two 130 pf capacitors, as 
shown, to form a 260 pf capacitor, 


( ) 2, Connect this capacitor combination 
from lug 2 (NS) to lug 3 (NS) of coil L3, 


LOCATING TAB 


Detail 11B 


BANDED END 


LOCATING T 


Detail 11C 


Connect a 470 pf disc capacitor between 
lugs 2 (NS) and 3 (NS) of coil L2; 


Connect a 56 pf disc capacitor between 
lugs 1 (NS) and 3 (NS) of coil L3, Posi- 
tion the body of the capacitor down 
against the coil windings as shown, 


( ) Connect the lead from the banded end of a 
Varicap diode to lug 1 (NS) and the other 
lead to lug 2 (NS) of coil L3, See Detail 11C. 


( ) Connect a 10 KQ (brown-black-orange) 
resistor from lug 2 of coil L3 (NS) to lug 
2 of control FJ (NS), 


( ) Connect a 47 KQ (yellow-violet-orange) 
resistor from lug 2 of coil L3 (NS) to lug 
2 of control FK (S-1), 


NOTE: When soldering the wires at lugs 2 and 
1 of coil L3, hold the leads of the Varicap diode 
with long-nose pliers to Carry away the heat, 
The handles of the pliers may be held together 
with a heavy rubber band, 


= 
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Connect a 22 KQ (red-red- 
orange) resistor from lug 2 of 
coil L3 (S-5) to ground lug 13 
of tube socket V2 (NS), 


Connect a 1-1/2" hookup wire 
from lug 13 of tube socket V2 
(S-2) to lug 1 of coil L3 (NS), 


Connect a 100 pf disc capacitor 
from lug 1 of coil L3 (S-4) (S-3 
for 1000 kHz IF) to lug 2 of con- 
trol FJ (S-2), 


Connect a 1" bare wire from 
lug 4 of coil L3 (S-1) to lug8 of 
tube socket V2 (S-1). 


Connect a 115pfresin capacitor 
from lug 3 of coil L3 (S-3) to lug 
9 of tube socket V2 (S-3) (S-2 
for 1000 kHz IF), 


Connect a 1/2" bare wire be- 
tween lug 7 (S-1) and ground lug 
12 (S-3) of tube socket V2, 


Connect a .02 ufddisc capacitor 
between lug 1 (S-2) and ground 
lug 10 (S-2) of tube socket V2, 


Connect a .02 ufd disc capacitor between 
lugs 3 (S-2) and 5 (S-2) of tube socket V2, 


Mount a #40-590 coil at L2, Note the posi- 
tion of the locating tab, 


Pass one lead of a 470 pf disc capacitor 
through lug 2 of coil L2 (S-2) to lug 5 of 
tube socket V1 (NS). Connect the other lead 
to lug 1 of coil L2 (NS). 

Connect a 15 KQ (brown-green-orange) re- 
sistor from lug 5 of tube socket V1 (S-2) to 
lug 6 of terminal strip L (S-4). 


Connect a ,02 ufd disc capacitor from lug 2 
of tube socket V2 (S-3) to lug 1 of coil L2 
(S-2). 


Mount a #40-590 coil at L1, Note the posi- 
tion of the locating tab, 


Connect a 1"' bare wire from lug 1 of tube 
socket V1 (S-1) to lug 1 of coil Li (NS). 


(her 
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PICTORIAL 11 


( ) Connect a 1-3/4" hookup wire from lug 1 
of coil Li (S-2) to lug2 of control FM (S-1), 


( ) Connect a 470 pf disc capacitor from lug 2 
of coil Li (S-1) to solder lug Z (S-5). 


( ) Solder the three leads connected to lug 4 of 
terminal strip L (S-2),. 


This completes the wiring of the Scanalyzer, 
Tip and shake the unit to dislodge any wire clip- 
pings or bits of solder that may have fallen un- 
noticed into the assembly, Carefully examine 
all connections to be sure they are properly 
made, and that no short circuits exist between 
wires or components, Then proceed to CRT In- 
stallation on Page 34, There will be some parts 
left over that would have been used inone of the 
other optional IF wiring instructions, Save these 
parts, You may someday want to change the 
wiring for use with a different IF frequency, 


Gea seatTHKitT 


oA 
ae 3395 kHz 
Refer to Pictorial 12 for the following steps, 
NK Locate the oscillator coil (#40-776) and 


mount it at L3 as shown in Detail12A, Note 
the position of the locating lug, 


Detail 12A 


Refer to Detail 12B for the following three steps, 


\ 

(-’) Connect the lead from the banded end of a 
Varicap diode to lug 1 (NS) and the other 
lead to lug 2 (NS) of coil L3, 


BANDED END 


LOCATING TAB... 


Detail 12B 


( 2) Connect a 470 pf disc capacitor between lugs 
2 (NS) and 3 (NS) of coil L3, 


( ) Connect a 56 pf disc capacitor between lugs 

V1 (NS) and 3 (NS) of coil L3, Position the body 

of the capacitor down against the coil wind- 
ings as shown, 


(Y) Connect a 10 KQ (brown-black-orange) re- 
sistor from lug 2 of coil L3 (NS) to lug 2 
of control FJ (NS). 


«}) Connect a 47 KQ (yellow-violet-orange) 
resistor from lug 2 of coil L3 (NS) to lug 
2 of control FK (S-1). 


NOTE: When soldering the wires at lugs 2 and 
1 of coil L3, hold the leads of the Varicap diode 
with long-nose pliers to carry away the heat, 
The handles of the pliers may be held together 
with a heavy rubber band, 


( \) Connect a 22 KQ (red-red-orange) resistor 

from lug 2 of coil L3 (S-5) to ground lug 13 

\ of tube socket V2 (NS). 

\ 

6) Connect a 100 pf disc capacitor from lug 1 
of coil L3 (NS) to lug 2 of control FJ (S-2), 


(~) Connect a 1-1/4" bare wire from lug 1 of 
coil L3 (S-4) to ground lug 13 of tube socket 
V2 (S-2). ; 


(~) Connect a 1" bare wire from lug 4 of coil 
L3 (S-1) to lug 8 of tube socket V2 (S-1). 


(a) Connect a 115 pf resin capacitor from lug 
3 of coil L3 (S-3) to lug 9 of tube socket 
V2 (S-3); 


«) Refer to Detail 12C and connect a 130 pf 
resin capacitor between lugs 1 (NS) and 2 
(NS) of the bandpass coupling transformer 
(#52-101), 


-: 


ms 


Detail 12C 


) Again refer to Detail 12C and connect an 
1800 pf resin capacitor between lugs 1 (NS) 
and 3 (S-1) of the bandpass coupling trans- 
former, 


8 ) Refer to the inset on Detail 12C and mount 
a 130 pf resin capacitor between lugs 1 (NS) 
and 4 (NS) of the bandpass coupling trans- 

, former L2, : 


(ay Mount the bandpass coupling transformer at 
L2. 


A ) Connect a .02 fd disc capacitor from lug 2 
of transformer L2 (NS) to lug 2 of tube 
) socket V2 (S-3), 


) Connect a 3300 Q (orange-orange-red) re- 
sistor from lug 2 of transformer L2 (S-3) 
| to lug 4 of terminal strip L (NS). 


ah Connect a .02 yfd disc capacitor between 
, lug 1 (S-2) and ground lug 10 (S-2) of tube 
\ socket V2, 


) Connect a 1/2" bare wire between lug 7 
_ (S-1) and ground lug 12 (S-3) of tube socket 
\ V2, 


-) Connect a .02 ufd disc capacitor between 
lugs 3 (S-2) and 5 (S-2) of tube socket V2, 


(J) Connect a .02 ufd disc capacitor between 
lugs 4 (NS) and 5 (NS) of terminal strip L. 


(\)) Connect a 1-1/2" hookup wire from lug 1 of 
transformer L2 (S-4) to lug 4 of terminal 


4 ) Connect a .02 ufd disc capacitor from lug 4 
_ of transformer L2 (S-2) to lug 5 of tube 
\ socket V1 (NS). 


) Connect a 3300 2 (orange-orange-red) re- 
sistor from lug 5 of tube socket V1 (S-2) 
to lug 5 of terminal strip L (NS). 


\ 
() Connect a 10 KQ (brown-black-orange) 
resistor between lugs 6 (S-4) and 5 (S-3) 
of terminal strip L, 


( ) Mount a #40-590 coil at L1, Note the posi- 
tion of the locating tab, 


(wv) Connect a 1" bare wire from lug 1 of tube 
socket V1 (S-1) to lug 1 of coil L1 (NS). 


Nl FK 


#52-101 


#40-590 


J 


\ PICTORIAL 12 
\ 
C Connect a 1-3/4" hookup wire from lug 1 of 
coil Li (S-2) to lug 2 of control FM (S-1). 


J) Connect a 470 pf disc capacitor from lug 2 
of coil Li (S-1) to solder lug Z (S-5), 
age 


This completes the wiring of the Scanalyzer, 
Tip and shake the unit to dislodge any wire clip- 
pings or bits of solder that may have fallen un- 
noticed into the assembly, Carefully examine 
all connections to be sure they are properly 
made, and that no short circuits exist between 
wires or components, Then proceed to CRT In- 
stallation on Page 34, There will be some parts 
left over that would have been used inone of the 
other optional IF wiring instructions, Save these 
parts, You may someday want to change the 
wiring for use with a different IF frequency, 


Page 34 
CRT INSTALLATION 
Refer to Pictorial 13 for the following steps, 


WARNING: Extreme care must be exercised 
when handling the CRT (cathode ray tube) due 
to its high vacuum, Do not strike, scratch, or 


subject the CRT to more than moderate pres- 
sure at any time, A fracture of the glass could 
result in an implosion of considerable violence 
capable of causing personal injury, 


\ 
()) Press the cushion strip onto one of the CRT 
mounting clamps, 


O) Carefully unpack the 3RP7 CRT, 


(.\) Be sure the face of the CRT and the inside 
of the grid screen are free of smudges or 


fingerprints, 
Cy 
CRT ee 
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Gea HeatTHKiItT 
d) Place the CRT shield over the CRT, 


(*) Insert the CRT into the CRT mounting ring 
with the front of the CRT shield on the out- 
side of the CRT mounting ring, 


(/) Orient the base of the CRT as shown in the 
inset on Pictorial 13, 


(\) Plug the CRT socket onto the CRT base, 


( Secure the rear of the CRT with the CRT 
mounting clamps, Make sure the rubber 
cushion strip is between the two clamps 
and the tube base, Use 6-32 x 3/8" screws 
and #6 lockwashers, Do not tighten the 
screws at this time, 


CRT SHIELD 
TABS 
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SWEEP WIOTH 


PANEL 


PICTORIAL 14 


KNOB INSTALLATION 
Refer to Pictorial 14 for the following steps, 


(“) Turn all the control shafts fully counter- 
clockwise, 


j 
( ) Refer to Detail 14A and start an 8-32 x 1/4" 
setscrew in each of the nine knobs, Do not 
let the setscrew project into the shaft hole 
of the knob, 


8-32x1/4" 


SE 7 
<i 


Detail 14A 


\ 

v ) Place a knob on each of the control shafts 
so its pointer is positioned as shown, Tight- 
en the setscrews, 


NOTE: When mounting the HORIZ POS knob, 
leave a clearance of 5/32" between the panel and 
the skirt of the knob, 


(~) Carefully peel away the backing paper from 
the blue and white identification label, Then 
press the label onto the chassis, Be sure to 
refer to the numbers on this label in any 
communications you have with the Heath 
Company about this kit, 


TEST AND ADJUSTMENT 


PRESET THE CONTROLS 


Before applying power to the unit or making any 
tests, preset the controls as follows: 


Front Panel Controls 


( ) INTENSITY - OFF (fully counterclockwise 
until a snap is heard), 


( ) FOCUS - Center of rotation, 


( ) VARIABLE SWEEP WIDTH - Fully clock- 
wise, 


( ) PIP CENTER - Center of rotation, 


( ) PIP GAIN - Fully counterclockwise, 


( ) VARIABLE SWEEPRATE - Fully clockwise, 
( ) HORIZ POS - Center of rotation, 
( ) AMPLITUDE SCALE - LIN position, 


(_ ) SWEEP WIDTH - VARIABLE position. 
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Rear Apron Controls (as viewed from the rear) 
oY) 
9 
rg 


ASTIG - Center of rotation, 

LOG ADJ - Fully counterclockwise, 
VERT POS - Center of rotation, 
HORIZ WIDTH - Center of rotation, 


( ) HAM SCAN-SPECTRUM ANALYZER - 
HAM SCAN position, 


20 dB ATTEN - IN position, 


-20 dB LOG ADJ - Center of rotation, 
(This control is located just above 
the two slide switches on the rear 
apron, The rotor of the control can 
be adjusted with the alignment tool 
furnished with this kit,) 


RESISTANCE MEASUREMENTS 


Resistance measurements were made with a 
vacuum tube voltmeter with one lead connected 
to the chassis, The resistance readings may dif- 
fer as a volt-ohm-milliammeter is used, 


Figure 1 enables you to identify the test points 

and shows the resistance to be expected at each, 

Due to component and meter tolerances, read- 

ings can vary up to 20%. 

( ) Turn the Scanalyzer bottom side up on a 
soft cloth, Prop up the rear of the chassis 
so there is no weight on the CRT socket, 


Measure resistances at the following test points, 
Give the capacitors time to charge: 


( ) Terminal strip C, lug 1. 
( ) Terminal strip M, lug 2, 
( ) Terminal strip N, lug 2, 
( ) Capacitor S, lug 1. 


( ) Terminal strip R, lug 4. 


HEATHEIT 


NOTE: If proper resistance readings are not 
obtained, recheck your work and correct the 
condition before proceeding, 


TUBE AND CRYSTAL INSTALLATION 


(~) Install the tubes in their sockets accord- 
ing to the type numbers screened on the 
chassis, 


(>) Refer to Figure 4 (fold-out from Page 53) and 
install crystals at Y1 (350.000 kHz) and Y2 
(349,850 kHz). 


Q\) Install a 1/2 ampere slow-blow fuse in its 
holder as shown in Figure 1, 


INITIAL OPERATIONAL CHECK 


CAUTION: THE VOLTAGES IN THIS UNIT ARE 
DANGEROUS, Extreme care should be taken 
whenever this kit is operated or handled when 
not installed in its cabinet, Extremely high 
voltages appear at the CRT socket, the INTEN- 
SITY control terminals, and the lugs of ter- 
minal strips C, D, and E, These voltages can 
be LETHAL, IMPORTANT: Any time the chas- 
sis must be handled, the unit should be un- 
plugged, and a screwdriver with an insulated 
handle should be used to short circuit to 
chassis the leads of the positive (+) and marked 
ends of all electrolytic and tubular capacitors, 


NOTE: If at any time during the following tests 

the unit does not perform properly, unplug the 

line cord immediately and refer to the In Case 
f Difficulty section, 


( ) Plug the line cord into a 120 or 240 volt 

VY (depending on how you wired the power 
transformer on Page 15) 50/60 Hz, AC 
outlet, 


= 
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Figure 1 
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af Turn the INTENSITY control to approxi- both the HORIZ POS and VERT POS con- 


mately 3/4 of its rotation, This willturn the 
unit on, The pilot lamp should come on and, 
in a few seconds, the tube filaments should 
begin to glow. The neon lamp under the 
chassis should begin blinking, 


( yA horizontal line should appear on the face 
of the CRT, If no trace appears, rotate 


trols simultaneously until the horizontal 
line is centered on the CRT, NOTE: If only 
a spot appears, turn the VARIABLE SWEEP 
RATE control counterclockwise until a line 
does appear, If the line does not appear, 
refer to the first step in Alignment section 
and age the neon lamps, 
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() Adjust the INTENSITY control until the line 
is clearly visible, but not overly bright, 


Qs) Adjust the FOCUS control for the sharpest 
line, It is not abnormal for this control to 
be in a fully clockwise position at this time, 


(.) Readjust the HORIZ POS and VERT POS 
controls so the trace line is directly be- 
hind the horizontal line on the grid screen, 


Gea Heatuxit 


\ ) Adjust the HORIZ WIDTH control until the 
trace extends just beyond the edges of the 
CRT face, 


. If the line on the CRT is not perfectly hori- 


\ zontal, correct this condition as follows: 


(\) Observe the position of the line on the 
CRT, Rotate the tube socket as necessary to 
level the trace line, Do not allow the face of 
the CRT to slide forward and come into 
contact with the grid screw, After leveling 
the trace line, tighten the tube base clamps, 


ALIGNMENT 


NOTE: These alignment instructions should be 
followed in sequence because some adjustments 
must be made before other controls can operate 
properly, The Control Functions section of this 
Manual (Page 54) describes how each control 
should operate after alignment is completed, 


J ) IMPORTANT: Turn the Scanalyzer on and 

let it run for at least one hour, Both neon 

lamps have to be "aged" for this period 
\. of time when new, 


( | Refer to Figure 2 andprepare the coil align- 
ment tool by inserting the alignment tool 
blade (#205-254) into the small end of 
the nut starter, 


SMALL END OF 
NUT STARTER FA 


\A 


INSERT BLADE FLUSH WITH 
END OF NUT STARTER 


ALIGNMENT 
TOOL BLADE 


Figure 2 


NOTE: There are two methods of aligning the 
Scanalyzer, Method 1 usesa calibrated RF signal 
generator with adjustable output control, while » 
Method 2 requires that the unit be connectedto a 
receiver, Method 1 ispreferred, since itis more 
accurate, 


METHOD 1- ALIGNMENT WITH INSTRUMENTS 


350 kHz Trap Coil Alignment 


\ 
(v ) Be sure the LOG ADJ control is in the full 
counterclockwise position, 


(jy ) Connect the RF output connector of the signal 
generator to the IF INPUT socket of the 
Scanalyzer, An extra phono plug is provided 
for this purpose, 


( ) Turn on the signal generator and tune it to 
350 kHz (do not modulate the test signal). 


( ) Set the PIP GAIN control fully clockwise, 


( ) Turn up the signal generator output control, 
Then tune the generator to first one side 
then the other side of 350 kHz, The CRT 
trace will jump abruptly when the signal gen- 
erator frequency is set at exactly 350 kHz, 
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Figure 3 


( ) Carefully adjust the signal generator to the 
point where the CRT trace moves as far 
above the screen base line as it will go, as 
Shown at 1 of Figure 3, Reduce the signal 
generator output if the CRT trace moves up- 
ward and completely off the tube screen, 


Refer to Figure 4 (fold-out from Page 53), for the 
locations of coils and transformers, 
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( ) Adjust the slug of coil L1 until the CRT 
trace moves down toward the screen base 
line, The correct adjustment of L1 is atthe 
point where the CRT trace moves the clos- 
est to the screen base line, See 2 of Figure 
Ho 


( ) Now increase the signal generator output and 
repeat the preceding two steps to make sure 
the CRT trace is positioned as near as pos- 
Sible to the screen base line, 


NOTE: If the Scanalyzer was wired for an IF 
frequency other than 3395 kHz, also make the 
following adjustment: 


( ) Adjust the slug of coil L2 until the CRT trace 
moves down toward the screen base line, 
Alternately adjust L1 and L2 until the CRT 
trace is positioned as near as possible to the 
screen base line, 


This completes adjustment of the 350 kHz trap 
coil, 


CHART 2 


RECEIVER L3 COIL APPROXIMATE 
IF NO. COIL SETTING* 


455 kHz 

1000 kHz 
1600 kHz 
1680 kHz 
2075 kHz 
aA ha °d 6 A 
2445 kHz 
3000 kHz 
3055 kHz 
3395 kHz 
5200 kHz 
6000 kHz 


13 turns 

10 turns 
22-1/2 turns 
21 turns 

18 turns 

17 turns 

15 turns 

6 turns 
5-1/2 turns 
1/2 turn 
22-1/2 turns 
19-1/2 turns 


*Coil settings are shown here as acertain num- 
ber of turns from the full counterclockwise posi- 


tion of the coil slug, 
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Oscillator and Mixer Alignment 


( ) Set the VARIABLE SWEEP RATE control 
fully counterclockwise, 


( ) Refer to Figure 4 and turn the slug of coil 
L3 counterclockwise until it is just snug, 


( ) Refer to Chart 2, COIL SETTINGS on Page 
39, and turn the slug of coil L3 clockwise 
the number of turns indicated for the re- 
ceiver IF frequency for which the Scanalyzer 
was wired, 


( ) Tune the signal generator to the IF frequency 
of your receiver and set the signal level to 
about 1 millivolt, 


NOTE: Noise pulses, harmonics, and images of 
the signal generator frequency can cause false 
pips to appear on the CRT screen, The next step 
will tell you how to identify the proper pip, 


(_ ) Slowly tune the signal generator on either 
side of the desired IF frequency while watch- 
ing the CRT screen, One or more smallpips 
may move across the screen, When the de- 
sired IF signal pip appears, it willnormally 
fill the screen in a vertical direction, Care- 
fully observe this pattern and remember the 
pip shape and size, Then reset the signal 
generator to the exact IF frequency of your 
receiver, 


NOTE: The ASTIG control primarily affects the 
sharpness of the pip trace while the FOCUS con- 
trol primarily affects the sharpness of the base 
line trace, 


( ) Adjust the ASTIG control for a sharp clear 
pip trace, Then adjust the FOCUS control for 
a sharp base line trace, Alternately adjust 
both of these controls fora sharp, clear, pip 
and base line trace, 


( ) Turn the slug of coil L3 until the IF signal 
pip is centered on the screen base line, If 
the top of the pip is offthe CRT screen, re- 
duce the signal generator output until the 
complete pip pattern is visible, as shown in 
Figure 5, 


Figure 5 


IMPORTANT: To make sure that oscillator coil 
L3 has been adjusted for the proper IF frequency, 
make the following checks and observations, Be 
sure the VARIABLE SWEEP WIDTH control is in 
its fully clockwise position, A "birdie" pip 
caused by the image frequency should be seen 
if you tune the signal generator exactly 700 kHz 
higher in frequency, This should place the 
"pirdie'' pip at the center of the screen, If the 
above conditions are met, oscillator coil L3 is 
properly set, This birdie" pip should not be of 
concern in the normal application of the Scan- 
alyzer, since 500 kHz is the maximum bandwidth 
required, In some units the pip may appear or 
disappear between the center and left-hand edge 
of the screen, This is a normal condition when 
the Variable Sweep Width control is in the fully 
clockwise position, It is due to the extremely 
wide band being swept by the sweep oscillator, 
This should not be of concern in the normal 
application of the Scanalyzer, 


( ) Return the signal generator to the proper IF 
frequency, 


NOTE: It is normal, inthe next step, for the am- 
plitude of the pip to increase as the sweep width 
becomes narrower, 


( ) With the PIP CENTER control at its center 
of rotation, turn the VARIABLE SWEEP 
WIDTH control counterclockwise and ob- 
serve the pip to see if it moves away from 
the center of the screen, If the pip moves 
from the center of the screen, readjust coil 
L3 to bring it back tothe center, Keep rotat- 
ing the VARIABLE SWEEP WIDTH control 
counterclockwise and readjusting coil L3to 
keep the pip at the center of the screen, 
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( ) Now return the VARIABLE SWEEP WIDTH 
control to its fully clockwise position and see 
if the pip moves off center, Ifit does, alter- 
nately rotate the VARIABLE SWEEP WIDTH 
control back and forth and readjust coil L3 
until the pip remains stationary on the 
screen, changing in amplitude only, NOTE: 
The point where the pip stays stationary may 
not be at the exact center of the screen, 
If this occurs, move the pip to the center of 
the screen by adjusting the HORIZ POS con- 
trol, Check the trace to be sure it extends 
beyond the edges of the CRT, If not, readjust 

_ the HORIZ WIDTH control, 


( ) Turn the Scanalyzer OFF, 
IF Alignment 


( ) Temporarily remove both crystals. 


( ) Refer to Figure 6, andconnecta short jump- 
er wire between lugs 1 and2 of crystal sock- 
et Y2, 


Vi OLRD 
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Figure 6 


( ) Turn the Scanalyzer ON, 


( ) Set the VARIABLE SWEEP WIDTH and VAR- 
IABLE SWEEP-RATE controls fully clock- 
wise, 


( ) Adjust the signal generator output for a sig- 
nal pip amplitude of about 3/4" high, 


( ) Adjust the core oftransformer T2 for maxi- 
mum pip amplitude, Readjust the signal gen- 
erator output for a 3/4" high pip. 


( ) Adjust both the top and bottom cores of 
transformer T3 for maximum pip amplitude, 
Only a small adjustment should be necessary 
from the original preset position, 


Alternately adjust the cores of transformers 
T2 and T3 for the most symmetrical pip (as 
shown in Figure 7) while maintaining max- 
imum pip amplitude, 


Prat 
~— 


Figure 7 


( ) Turn the Scanalyzer OFF, 


( ) Remove the jumper wire from crystal socket 
Y2 and replace both crystals in their sock- 
ets, 


Logarithmic Amplitude Scale Calibration 


( ) Refer to Figure 8 andtemporarily connecta 
short jumper wire from lug 1 of the HAM 
SCAN-SPECTRUM ANALYZER switch BH 
to the center lug of the IF INPUT phono sock- 
et BG, 


(TACK SOLDER 


(SH ne 


Figure 8 
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(~) Change the signal generator RF output cable 
from the IF INPUT phono socket to the RF 
INPUT phono socket, 


(1) Set the 20dB ATTEN switch at the OUT posi- 
tion, 


(\) Turn the Scanalyzer ON, 


() ) Set the VARIABLE SWEEP RATE control 
fully counterclockwise, 


()) Set the AMPLITUDE SCALE switch at the 
LOG position, 


(4) Check to be sure the trace coincides with 
the base line, Readjust the VERT POS con- 
trol if necessary, 


(~ ) Adjust the signal generator output for a pip 
amplitude of 0 dB, (This is at the top of the 
vertical scale.) Make sure thatthe top of the 
pip is even with the cross line between LIN 
and LOG, 


(© ) Turn the LOG ADJ control clockwise until 
the top of the pip is even with the 10 dB 
mark, 


Figure 9 


( ) Set the 20 dB ATTEN switch at the IN posi- 
tion and observe the pip, The top of the pip 
should be approximately even with the 30 
dB mark a shown in Figure 9, This adjust- 
ment calibrates the logarithmic amplitude 
scale, 


(~) Turn the Scanalyzer OFF, 


(.) Remove the jumper wire that was connected 
between the HAM SCAN-SPECTRUM ANA- 
LYZER switch andthe IF INPUT phono sock- 
et, 


() Change the signal generator RF output cable 
from the RF INPUT phono socket to the IF 
INPUT phono socket, 


( y) Turn the Scanalyzer back ON, 


. 


4 
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(’) Adjust the signal generator output for a pip 
amplitude of 0 dB with the AMPLITUDE 
SCALE switch set at the LOG position, 


(\) Now set the AMPLITUDE SCALE switch at 
the -20 dB LOG position, 


= OR 


(3 ( [ Adjust the -20 dB LOG ADJ control (located 


above the rear apron of the unit) until the 
| Ry top of the pip is even withthe 20 dB mark on 
the screen, 


( ) Readjust the signal generator output for 
maximum (but not higher than 0 dB) pip 
amplitude, 


(J) Now set the AMPLITUDE SCALE switch 
back at the LOG position, 


( ) Compare the pip on the CRT screen with the 

pip shown in Figure 10, If there is any ring- 
/ ing or flyback on either side of the pip, as 
shown in Figure 11, adjust the core of 
transformer T1 to minimize it, Onlya slight 
adjustment should be necessary from the 
factory preset position, 


After the above adjustment, if there appears to 
be a considerable amount of ripple on both sides 
of the pip, or there are side pips such as shown 
in Figure 12 (with an unmodulated input signal), 
a possible cause is the neon lamp voltage reg- 
ulator (NE-83-A), Refer to Pictorial 5, fold-out 
from Page 21, and interchange the two leads 
from lamp FC, 


Figure 10 f 
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Figure 11 
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Sweep Width Calibration 


( ) Connect a high quality audio generator, such 


as the Heathkit IG-72 or AG-9, etc,, to the 
Modulation input of the RF signal generator, 
NOTE: If you donot have a high quality audio 
generator, proceed directly to the next sec- 
tion, Connection To Receiver, and connect 
your Scanalyzer to your receiver as direct- 
ed, Then turn back to Page 48 and perform 
the Sweep Width Calibration that is describ- 
ed under Alignment Method 2, 


Set the audio generator for afrequency of 50 
kHz and adjust the audio output for 70% to 
100% modulation of the RF signal, 


Adjust the signal generator output for a pip 
amplitude of 0 dB, Observe that there are 
three pips on the CRT screen, The center 
pip is the RF carrier signal and the two 
Side pips are the modulation products of the 
50 kHz audio signal, 


Adjust the VARIABLE SWEEP WIDTH con- 
trol in a counterclockwise direction and 
observe that the two side tone pips will move 
towards the edges of the screen, Adjust this 
control until both side tone pips are over the 
5 marks on the base line as shownin Figure 
12, Use the PIP CENTER control to keep the 
carrier Signal at the center of the screen, 


Figure 12 


(_ ) Observe where the pointer is set on the 


VARIABLE SWEEP WIDTH control, Makea 
note of this setting for future reference; 
this is the 100 kHz bandwidth setting, 


Set the audio generator for afrequency of 25 
kHz, 


Place the SWEEP WIDTH control at the 50 
kHz position, 


Repeat the procedure above, adjusting the 
VARIABLE SWEEP WIDTH control until the 
two side tone pips are over the 5 marks on 
the base line of the CRT screen, 


Again make note of the pointer setting for 
future reference; this is the 50 kHz band- 
width setting, 


Set the audio generator for a frequency of 5 
kHz, 


Place the SWEEP WIDTH control at the 10 
kHz position, 


Repeat the above procedure again and note 
the pointer setting for the 10 kHz bandwidth 
setting, 


Figure 13 


NOTE: Because of the narrow sweep width and 
slow sweep rate with the SWEEP WIDTH control 
at the 10 kHz position, the pip or pips may be 
somewhat wider than they were before, Also, 
depending on the signal source, there may be 
some hum causing the pip to havearipple effect 
(see Figure 13). 


This completes Scanalyzer Alignment Method1, 
Turn to Connection To Receiver on Page 50, 


METHOD 2 - ALIGNMENT WITHOUT 
INSTRUMENTS 


NOTE: This method of aligning the Scanalyzer is 
recommended only if no test instruments are 
available, To perform these adjustments, you 
will need either a receiver with a crystal cali- 


Dbrator ora 
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efer to Figure 4(fold-out from Page 53)for the 
O formers, 


Be sure the LOG ADJ control is in the full 
counterclockwise position, 

Cut two 3"' hookup wires, Remove 1/4" of 
insulation from one end of each wire, 
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TACK SOLDER 
ONLY 


(COLOR DOT} 


TWO 3” WIRES 
TWISTED TOGETHER 
3 TURNS 


Figure 14 


Refer to Figure 14 for the following three steps: 


( ) Solder the stripped end of one wire to lug 1 
of IF transformer T3, 


( ) Solder the stripped end of the other wire to 
the center lug of the IF INPUT phono socket 
BG, 


( ) Twist the free ends of these wires together 
for about three turns, 


( ) Turn on the Scanalyzer and let it warm up 
for ten minutes, 


NOTE: In this adjustment, a 350 kHz signal will 
be generated within the Scanalyzer due to a feed- 
back path through the twisted wires and the high- 
gain IF strip, Oscillation will occur as the PIP 
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Figure 15 


GAIN control is advanced clockwise, The CRT 
trace will abruptly deflect vertically, See Figure 
15. 


( ) Set the PIP GAIN control fully clockwise, 


( ) Either twist more turns or untwist turns 
until the trace is at position 1 as shown in 
Figure 15, If the trace jumps completely off 
the screen, it may be necessary to untwist 
the wires completely and just hayeé them near 
each other, 


( ) Adjust the slug of coil L1 until the CRT trace 
moves down toward the screen base line, The 
correct adjustment of Li is at the point 
where the CRT trace moves the closest tothe 
screen base line, 


NOTE: If the Scanalyzer was wired for anIF fre- 
quency other than 3395 kHz, also make the fol- 
lowing adjustment, 


( ) Adjust the slug of coil L2 until the CRT trace 
moves down toward the screen base line, 
Alternately adjust L1 and L2 until the CRT 
trace is positioned as near as possible to the 
screen base line, 


( ) Adjust IF transformer T2 for maximum de- 
flection in the upward direction, but keep the 
trace on the screen of the CRT by turning 
the PIP GAIN control counterclockwise, 


( ) Turn the Scanalyzer OFF and remove the 
two twisted wires, 


This completes adjustment of the 350 kHz trap 
coil, 
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Oscillator and Mixer Alignment 


( ) Connect the Scanalyzer to the receiver with 
which it will be used as directedin the Con- 
nection To Receiver section on Page 50, 


( ) Turn the slug of coil L3 counterclockwise 
until it is just snug, 


Refer to Chart 2 on Page 39 andturn the slug 
of coil L3 clockwise the number of turns in- 
dicated for the IF frequency for which the 
Scanalyzer was wired, 


-_—_ 
— 


( ) Set the VARIABLE SWEEP RATE control 
fully counterclockwise, 


( ) Be sure the cable from the receiver is plug- 
ged into the IF INPUT phono socket on the 
rear apron, 


( ) Disconnect any antenna from the receiver, 
If there is any signal feedthrough from the 
receiver antenna input terminal, it may be 
necessary to terminate the receiver's 
antenna input with a resistor matching the 
receiver's input impedance, 


( ) Turn ON the Scanalyzer and the receiver 
(and the transmitter with the spotting signal) 
if one is being used, 


( ) Tune in on the receiver, for maximum vol- 
ume or S-meter reading, either the receiv- 
er's own calibrator signal or the spotting 
Signal from a transmitter, 


NOTE: When the Scanalyzer is connected toa 
transceiver without a crystal calibrator, use the 
"tune" position of the transceiver, with minimum 
output, for a signal source, This signal source 
can be used for all parts of this alignment pro- 
cedure except the Sweep Width Calibration, 
where another signal source will be needed, 


( ) Turn the PIP GAIN control fully clockwise, 
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IMPORTANT: In addition to the correct pip, 
which is from the received calibration or spotting 
signal, you may also see some false pips in the 
following step (these false pips are usually caus- 
ed by harmonics, images, or noise pulses), Be 
sure you are using the correct pip before making 
the following adjustments, Refer tothe following 
paragraphs to identify the correct pip, 


Turn the signal source off, The correct pip (and 
any other signals that are coming from your sig- 
nal source) will disappear from the screen, Turn 
the signal source on again, 


Turn the receiver 10 or 20kHztoone side of the 
tuned signal's center frequency, The amplitude of 
the correct pip, the one that corresponds to the 
signal being heard, should increase slightly in 
amplitude, 


If a 100 kHz crystal calibrator is used for the 
signal source, and depending on the front end 
selectivity of the receiver being used, there 
could be as many as five pipsofthe same signal 
appearing atthe sametime, spaced approximate- 
ly 100 kHz from each other on the screen, Peak 
the calibrator signal on the S-meter of the 
receiver; then detune slightly, Use the highest 
pip near the center of the screen, 


(_ ) Turn the slug of coil L3 until the correct pip 
is centered on the screen base line, If the 
top of the pip is off the screen at the top of 
the CRT, reduce the PIP GAIN control set- 
ting until the complete pip pattern is visible 
as shown in Figure 16, 


Figure 16 


NOTE: The ASTIG control primarily affects the 
sharpness of the pip trace while the FOCUS con- 
trol primarily affects the sharpness of the base 
line trace, 


(_ ) Adjust the ASTIG control fora sharp, clear, 
pip trace, Then adjust the FOCUS control for 
a sharp base line trace, Alternately adjust 
both of these controls for a sharp, clear, 
pip and base line trace, 


NOTE: It is normal, inthe next step, for the amp- 
litude of the pip to increase as the sweep width 
becomes narrower, 


( ) With the PIP CENTER control set at center 


of rotation, turn the VARIABLE SWEEP — 


WIDTH control counterclockwise and ob- 
serve the pip to see if it moves away from 
the center of the screen, If the pip moves 


from the center of the screen, readjustcoil — 
L3 to bring it back to the center, Keep rotat- — 


ing the VARIABLE SWEEP WIDTH control 


counterclockwise and readjusting coil L3to 


keep the pip at the center of the screen, 


( ) Now return the VARIABLE SWEEP WIDTH 
control to its fully clockwise position and see 
if the pip moves off center, If it does, alter- 
nately rotate the VARIABLE SWEEP WIDTH 
control back and forth and readjust coil L3 
until the pip remains stationary on the 
screen, changing in amplitude only, NOTE: 
The point where the pip stays stationary may 
not be at the exact center of the screen, If 
this occurs, move the pip to the center of the 
screen by adjusting the HORIZ POS control, 
Check the horizontal trace line to be sure it 
extends beyond the edges of the CRT. If not, 
readjust the HORIZ WIDTH control, 


Turn the Scanalyzer OFF, 


IF Alignment 
( ) Temporarily remove both crystals, 
( ) Connect a short jumper wire between lugs 1 


and 2 of crystal socket Y2 as shown in Figure 
sy 
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Figure 17 


( ) Turn the Scanalyzer ON, 


( 


( 
( 
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Set the VARIABLE SWEEP WIDTH control 
fully counterclockwise and the VARIABLE 
SWEEP RATE control fully clockwise, 


Set the PIP GAIN control for a signal pip 


amplitude of about 3/4", 


Adjust the core of transformer T2 for maxi- 
mum pip amplitude, 


Adjust both cores of transformer T3 for 
maximum pip amplitude, Only a slight ad- 
justment should be necessary from the orig- 
inal preset position, 


Now, alternately adjust the cores of trans- 
formers T2 and T3 for the ‘most sym- 
metrical pip (as shown in Figure 18) while 
maintaining maximum pip amplitude, 


Figure 18 


Turn the Scanalyzer OFF, 


Remove the jumper wire from crystal socket 
Y2 and replace both crystals in their sock- 
ets, 
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Logarithmic Amplitude Scale Calibration 


( ) Refer to Figure 19 and temporarily connect 
a short jumper wire from lug 1 of the HAM 
SCAN-SPECTRUM ANALYZER slide switch 
(BH) to the center lug of the IF INPUT phono 
socket (BG), 
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Figure 19 


Again refer to Figure 19 and temporarily 
connect one lead of a 51 2 resistor from the 
center lug of the RF INPUT phono socket to 
its ground lug (BK), 


Change the receiver IF cable from the IF IN- 
PUT phono socket to the RF INPUT phono 
socket, 


Set the 20 dB ATTEN switch atthe OUT po- 
sition, 


Turn the Scanalyzer ON, 


Set the VARIABLE SWEEP RATE control at 
its fully counterclockwise position, 


Set the AMPLITUDE SCALE switch to the 
LOG position, 


Check to be sure the trace coincides with the 
base line, Readjust the VERT POS control if 
necessary, 
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Figure 20 


( ) Adjust the PIP GAIN control for an amplitude 
of 0 dB, (This is at the top of the vertical 
scale,) Make sure that the top of the pip is 
even with the cross line between LIN and 
LOG, 


( ) Turn the LOG ADJ control in a clockwise 
direction until the top of the pip is even with 
the 10 dB mark, 


Figure 21 
Cz Set the 20 dB ATTEN switch at the IN posi- ( ) Readjust the PIP GAIN control for maximum 
tion and observe the pip, The top of the pip (but not higher than 0 dB) pip amplitude, 
should be approximately even with the 30 dB 
mark as shown in Figure 20, This adjust- ( ) Now set the AMPLITUDE SCALE switch 
ment calibrates the logarithmic amplitude back at the LOG position, 
scale, 
( ) Compare the pip on the CRT screen with the 
pip shown in Figure 21, If thereis any ring- 
() Turn the Scanalyzer OFF, ing or flyback on either side of the pip, as 
; ; . shown in Figure 22, adjust the core of 
( ) Remove boththe jumper wire and 51 2 resis- Frariat asin ae coe ne pine it, -Onlylla 
tor. slight adjustment should be necessaryfrom 


the factory preset position, 
( ) Relocate the receiver IF cable back to the IF 


INPUT phono socket, After the above adjustment, if there appears to 

be a considerable amount of ripple on both sides 

( ) Turn the Scanalyzer back ON, of the pip, or there are side pips such as shown 

in Figure 22 (with an unmodulated input signal), 

( ) Adjust the PIP GAIN control for a pip ampli- a possible cause is the neon lamp voltage regu- 

tude of 0 dB with the AMPLITUDE SCALE lator (NE-83-A), Refer to Pictorial 5, fold-out 

switch set at the LOG position, from Page 21, and interchange the leads from 
lamp FC, 


( ) Now set the AMPLITUDE SCALE switch at . , : 
the -20 dB LOG position, Sweep Width Calibration 
( ) Adjust the PIP GAIN control for an amplitude 
( ) Adjust the -20 dB LOG ADJ control, located tude of 0 dB, 
above the rear apron ofthe unit, until the top 
of the pip is even withthe 20 dB mark on the ( ) Set the VARIABLE SWEEP WIDTH control 
screen, fully clockwise, 
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Figure 22 


Set the receiver exactly 50 kHz higher in 
frequency, 


Turn the VARIABLE SWEEP WIDTH control 
counterclockwise until the pip is over the 5 
mark on the base line, 


Set the receiver back to the center frequency 
and, if necessary, use the PIPCENTERcon- 
trol, to center the pip on the screen, 


Set the receiver exactly 50 kHz lower in 
frequency, The pip should be over the oppo- 
site 5 mark on the base line, It may be 
necessary to readjust both the VARIABLE 
SWEEP WIDTH and PIP CENTER controls to 
get both the pips to fall over these marks, 


Observe where the pointer is set on the 
VARIABLE SWEEP WIDTH control and 
make a note of this setting for future refer- 
ence, This is the 100 kHz bandwidth setting, 


Place the SWEEP WIDTH control at the 50 
kHz position, 


Set the receiver exactly 25 kHz higher in 
frequency, 
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Figure 23 


Repeat the procedure as above, adjusting the 
VARIABLE SWEEP WIDTH control until the 
pip is over the 5 mark on the base line, Set 
the receiver exactly 25 kHz lower than the 
center frequency, The pip should be over the 
opposite 5 mark on the base line, 


Again, make a note of the pointer setting of 
the VARIABLE SWEEP WIDTH control for 
future reference, This will be the 50 kHz 
bandwidth setting, 


Place the SWEEP WIDTH control at the 10 
kHz position, 


Repeat the entire procedure, except set the 
receiver exactly 5 kHz on either side of cen- 
ter frequency, 


Again note the pointer setting of the VARI- 
ABLE SWEEP WIDTH control, This will be 
the 10 kHz bandwidth setting, 


NOTE: Because of the narrow sweep width and 
slow sweep rate with the SWEEP WIDTH control 
at the 10 kHz position, the pip may appear wider 
than it did before, Also, depending on the signal 
source, there may be some hum causing the pip 
to have a ripple effect (see Figure 23). 


This completes Scanalyzer Alignment Method 2, 
Refer to Final Assembly on Page 53, 


CONNECTION TO RECEIVER 


The Scanalyzer is now ready to connect to your 
receiver, In most cases, the connection will be 
made to the plate lug of the mixer tube socket, 
Refer to the Receiver IF Chart, Chart 3, to find 
the proper connecting point, If your receiver is 
not listed in the chart, use your receiver's sche- 
matic to find the plate lug of the mixer tube sock- 
et, 


If there is more than one mixer tube in your re- 
ceiver, the connection should be made to the 
plate of the mixer tube into which the receiver 
variable oscillator signalis injected, NOTE: The 
connection must be made to the mixer plate 
ahead of the IF transformer, or crystal or me- 
chanical filter, that is connected to the mixer 
plate, If the receiver signal passed through these 
selectivity-determining components before it 
was coupled to the Scanalyzer, the frequency 
response would be too narrow, 


( ) Refer to Chart 3 and determine the value of 
coupling capacitor C, that must be usedfor 
your receiver, The input signal will be 
coupled through this capacitor to the IF 
INPUT socket of the Scanalyzer. If your 
receiver is not listed, use the minimum 
value of coupling capacitor which produces 
a normal pip pattern on the Scanalyzer. 


( ) Refer to the ''Make Connection To" column 
in Chart 3 and determine the proper connect- 
ing point for capacitor Ce. inmyoursreceiver 
(plate lug of mixer tube socket), Then locate 
this point on the Schematic (and appropriate 
pictorial, if available) for your receiver, 


( ) Remove your receiver from its cabinet and 
locate the connecting point on the chassis, 


( ) Determine how you will route the coaxial 
cable from the connecting point in your re- 
ceiver to the IF INPUT socket of the Scana- 
lyzer, Some receivers have an unused phono 
jack or terminal strip lug that can be used as 
a signal output terminal, If your receiver has 
no such unused connector, the coaxial cable 
will have to be routed to the Scanalyzer 
through a hole in the receiver chassis, 


( ) Cut the coaxial cable to the proper length to 
reach either the unused connector or theIF 
INPUT socket of the Scanalyzer, 


REMOVE 1" OF OUTER 
INSULATION, 


—7 REMOVE 3/4"0F THE 
HA OUTER SHIELD. 


PUSH THE SHIELD BACK AND 
ed REMOVE 3/4" OF INSULATION 
FROMTHE INNER LEAD, 


THE PREPARED CABLE END 
SHOULD NOW LOOK LIKE THIS, 


SLIDE THE PHONO PLUG OVER 


~ LATION UNDER THE SHIELD, 


SOLDER THE INNER LEAD TO 
THE PHONO PLUG, 


SMOOTH THE SHIELD SO IT 
CLOSELY FITS TO THE PHONO 
CONNECTOR. TRIM NEATLY 
AS SHOWN AND SOLDER THE 
SHIELD TO THE PHONO PLUG, 


CUT SHIELD OFF 
-EVENLY AROUND 
PHONO CONNECTOR 


ER TO RECEIVER IF CHART 
VALUE OF CAPACITOR Ce 


—Jtey Ge 
i 
/, Y 
RECEtVER CONNECTING 


CABLE SOLDER 


SHIELD 


Figure 24 


Prepare the coaxial cable as directed in only one 
of the next two steps, Use the step that applies to 
your installation, 


( ) Refer to Figure 24 and prepare two coaxial 
cables, one with capacitor C, attached to 
reach from the connecting point to the unused 
connector in your receiver, and the other to 
connect between the unused connector and 
the IF INPUT socket of the Scanalyzer. 


( ) Prepare a coaxial cable as shown in Figure 


24 with capacitor C, at one end anda phono 
plug at the other end, 
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CHART 3 
RECEIVER INTERMEDIATE FREQUENCIES 


MAKE CONNECTION TO C, COUPLING 


CAPACITOR p 


GC-1A Collector of X2 (mixer) 


GR-54 Pin 6 of V2 (6EA8) 
GR-91 Pin 5 of V1 (12BE6) 
HR-10 Pin 6 of V2A (6EA8) 
HR-20 Pin 6 of V2A (6EA8) 
MR-1 Pin 6 of 6EA8 (mixer) 
RX-1 Pin 5 of 6CS6 (1st mixer) 
SB-100 Pin 6 of V12A (6EA8) 
SB-101 Pin 6 of V12 (6EA8) 
SB-110,110-A Lug 1 of Y5 (crystal filter) 
SB-300 Pin 5 of V3 (6AU6) 
SB-301 Pin 5 of V3 (6AU6) 


Pin 6 of V3A (6U8A) 
Pin 6 of V4A 
Pin 9 of V5 (6BA7) 


COLLINS 75S1, S2 
75S3, S3B 


715A Series 


Pin 5 of V3 (6BE6) 
Pin 5 of V2 (6HS6) 


EICO 


Pin 5 of V2 (6AU6) 

Pin 5 of V2 (6BY6) 

Pin 5 of 2nd mixer (6BE6) 
Pin 6 of V17 (6EA8) 


NATIONAL NC-200 5200 Pin 5 of V2 (12BE6) 


HALLI- 
CRAFTERS 
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THE CONNECTING CABLE MUST BE CONNECTED TO 
THE PLATE OF THE MIXER TUBE JUST PRECEDING 
THE FIRST IF AMPLIFIER OF THE RECEIVER, 


TO INPUT OF 
SCANALYZER 


Ce 


| 
\ 
eel 
i 4 1ST IF 
== AMPLIFIER 


1ST OR 2ND 
MIXER 


FIRST IF TRANSFORMER, 
CRYSTAL FILTER, OR 
MECHANICAL FILTER, 


Figure 25 


NOTE: It may be helpful to refer to Figure 25 for 
the next step, 


( ) Connect the free lead of capacitor C, tothe 
connecting point for your receiver that was 
identified in the previous steps, Solder the 
connection, Use sleeving or tape on the ca- 
pacitor leads if there is any chance of them 
shorting to another wire or lug, or the chas- 
is, 


( ) Connect the shield lead at the endofthe co- 
axial cable near capacitor C, to theclosest 
ground point in your receiver, 


( ) If you are using an unused phono jack or 
terminal strip lug in your receiver, connect 
the other end of the coaxial cable to this con- 
nector, 


Connect the coaxial cable from the receiver 
to the IF INPUT socket of the Scanalyzer and 
operate the units before reinstalling the re- 
ceiver in its cabinet, If the connection has 
been made to the proper point, tuning the re- 
ceiver across the band will move the signal 
pips across the CRT screen, 
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NOTE: If your receiver uses an IF transformer 
in the mixer plate circuit, be sure to readjust 
the primary coil slug of this transformer for 
maximum signal output after the Scanalyzer 
input cable is connected, 


With the Scanalyzer connected to the same 
receivers, you may hear a series of "'clicks” 
in the speaker output, This is due to the sweep 
oscillator signal of the Scanalyzer getting back 
into the receiver, This will usually occur only 
with the Sweep Width control in its fully clock- 
wise position, and normally can be eliminated by 
turning the control slightly counterclockwise, 
If it still persists, adding a small value of 
resistance (i,e, 1000 2) in series with coupling 
capacitor C, will help reduce the effect, 


( ) Reinstall the receiver in its cabinet, if 
necessary removing the connecting cable 
from the Scanalyzer input jack, 


( ) Reconnect the cable from your receiver to 
the Scanalyzer, 


This completes the connecting procedure, 


NOTE: Disregard the next paragraph and proceed 
to Final Assembly if you used Method2 - Align- 
ment Without Instruments, 


If you used Alignment Method 1 and, for lack of 
the proper AF signal generator, didnot complete 
the Sweep Width Calibration (Page 38), refer back 
now to Page 48 and complete the Sweep Width 
Calibration steps for Alignment Method 2, Then 
proceed to Final Assembly, 
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FINAL ASSEMBLY 


Refer to Figure 26 for the following steps, 


Two sizes of plastic feet and four rubber feet 
are supplied so the Scanalyzer can be set level, 
or tiited upward or downward, Figure 26 shows 
the feet and hardware used for a typical instal- 
lation, and to provide a tilt to match other Heath- 
kit SB series equipment, 


( ) Choose the type of feet needed to support 
the Scanalyzer at the angle you prefer, 


( ) Slide the unit into the cabinet, 


( ) Fasten the Scanalyzer inthe cabinet with the 
foot mounting screws and appropriate feet 
(and washers if used). Use 6-32 x 3/4" 
screws and #6 flat washers with the rubber 
feet, and 6-32 x 3/4" screws with the short 
plastic feet, Use 6-32 x 1-1/2" screws 
with the long plastic feet, 


Save the two extra screws and anyfeetor wash- 
ers not used, You may want to change the tilt 
later, 


<a 
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Figure 26 
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OPERATION 


Read this section carefully so you will be aware 
of the several ways in which this versatile instru- 
ment can be used, Figures 40-1 through 40-8 
(fold-out from Page 54) and Figures 40-9 through 
40-13 (fold-out from Page 63) show many of the 
actual traces which you will see on the face of the 
CRT. Refer to these illustrations as you read 
this section of the Manual, 


CONTROL FUNCTIONS 


The following paragraphs describe what each 
control does, Names of controls, connectors, and 
switches are shown as they are lettered on the 
instrument, If an abbreviated name is lettered 
on the instrument, the complete name is givenin 
parentheses after the abbreviation, Refer to Fig- 
ure 27, 
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VARIABLE 


AMPLITUDE SCALE 


Front Panel Controls 


INTENSITY: Turns the unit ON or OFF, Adjusts 
the brilliance of the screen presentation, 


FOCUS: Adjusts the sharpness of the base line 
trace, 


VARIABLE SWEEP WIDTH: Used as a variable 
adjustment for the bandwidth of the frequency 
spectrum shown on the screen, With the control 
fully clockwise, the maximum spectrum widthis 
seen, As the control is turned counterclockwise, 
the bandwidth becomes narrower and the part of 
the spectrum being viewed is expanded across 
the screen, This control is normally used with 
the SWEEP WIDTH switch at the VARIABLE 
position, but it is also used to calibrate the 
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SWEEP WIDTH 


VARIABLE 


SWEEP RATE HORIZ. POS 


PIP CENTER PIP GAIN 


SWEEP WIOTH 


NOTE: CONTROLS ARE SHOWN IN THEIR NORMAL POSITION FOR HAM-SCAN USE. 
IF NO KNOB POINTERS (OR SCREWDRIVER SLOTS FOR REAR APRON CONTROLS} 
ARE ILLUSTRATED IT INDICATES THAT THE CONTROL SHOULD BE ADJUSTED TO 


PRODUCE THE DESIRED EFFECT. 


Figure 27 
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OPERATION 


Read this section carefully so you will be aware 
of the several ways in which this versatile instru- 
ment can be used, Figures 40-1. through 40-8 
(fold-out from Page 54) and Figures 40-9 through 
40-13 (fold-out from Page 63) show many of the 
actual traces which you will see on the face of the 
CRT. Refer to these illustrations as you read 
this section of the Manual, 


CONTROL FUNCTIONS 


The following paragraphs describe what each 
control does, Names of controls, connectors, and 
switches are shown as they are lettered on the 
instrument, If an abbreviated name is lettered 
on the instrument, the complete name is givenin 
parentheses after the abbreviation, Refer to Fig- 
ure 27, 
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INTENSITY FOCUS 


AMPLITUDE SCALE 


Front Panel Controls 


INTENSITY: Turns the unit ON or OFF, Adjusts 
the brilliance of the screen presentation, 


FOCUS: Adjusts the sharpness of the base line 
trace, 


VARIABLE SWEEP WIDTH: Used as a variable 
adjustment for the bandwidth of the frequency 
spectrum shown on the screen, With the control 
fully clockwise, the maximum spectrum width is 
seen, As the control is turned counterclockwise, 
the bandwidth becomes narrower and the part of 
the spectrum being viewed is expanded across 
the screen, This control is normally used with 
the SWEEP WIDTH switch at the VARIABLE 
position, but it is also used to calibrate the 
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VARIABLE 
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PIP CENTER 


NOTE: CONTROLS ARE SHOWN IN THEIR NORMAL POSITION FOR HAM-SCAN USE. 
IF NO KNOB POINTERS (OR SCREWDRIVER SLOTS FOR REAR APRON CONTROLS) 
ARE ILLUSTRATED IT INDICATES THAT THE CONTROL SHOULD BE ADJUSTED TO 


PRODUCE THE DESIRED EFFECT. 


Figure 27 


FIGURE 4 


pos: 


Figure 40-1 


Constant carrier signal,Sweep Width: 100 
kHz, Amplitude Scale: Linear, 


PART we PRic k DESCRIPTION 
No, Each 


Figure 40-5 


Constant carrier signal with the Horiz 
Pos control pushed in for Fast Sweep, 
Sweep Width: 10 kHz, Amplitude Scaie: 
Log, 
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‘screen base line when the SWEEP WIDTH 
Switch is at either the 50 kHz or 10 kHz preset 
positions, 


PIP CENTER: Normally used to place the signal 
pip atthe center of the CRT screen, When a band- 
width of 100 kHz or less is viewed, the signal pip 
can also be placed at either edge of the CRT 
screen, This allows a band of frequencies to be 
viewed that is either higher or lower than the 
center mean frequency of the local sweep oscil- 
lator, 


PIP GAIN: Adjusts the pip height on the CRT 
screen, Maximum gain is obtained at the full 
clockwise position, 


VARIABLE SWEEP RATE: Provides continuous- 
ly adjustable scanning rates between 5 Hz to 15 
Hz, This control is normally used when the 
SWEEP WIDTH switch is atthe VARIABLE posi- 
tion, although it has some vernier effect in the 10 
kHz or 50 k Hz positions, Clockwise rotation in- 
creases the sweep rate, 


HORIZ POS (Horizontal Position): Adjusts the 
position of the base line trace along the hori- 
zontal axis, This control allows the operator to 
adjust the signal pip to the center of the CRT 
Screen if small inaccuracies occur between the 
PIP CENTER control and the local sweep oscil- 
lator, 


Pushing in on the HORIZ POS control actuatesa 
momentary contact switch which temporarily 
speeds up the sweep rate when the SWEEP WIDTH 
Switch is at either the 10 kHzor 50 kHz positions, 
This makes it easier to center the signal pip on 
the CRT screen at the slower sweep rates, 


AMPLITUDE SCALE: Selects either a linear or 
logarithmic amplitude presentation, In the LOG 
position, signals whose amplitude differs by as 
much as 40 dB (100:1) in amplitude may be 
viewed simultaneously on the screen using the 
calibration marks on the right side of the 
vertical calibrated line, In the LIN (Linear) 
position, signals are displayed with their ampli- 
tudes displaced linearly on the screen, 


A third position of this switch, -20 dB LOG, 
causes the IF system to attenuate the signal 
20 dB. This permits you to study signals over a 
dynamic range of 60 dB (1000:1), Under these 
conditions, only the lower 40 dB portion is dis- 
played on the CRT screen, (See Distortion 
Measurement, Page 62.) 


SWEEP WIDTH: Selects fixed sweep widths of 10 
kHz and 50 kHz or a VARIABLE sweep width, 
In the VARIABLE position, the operator canad- 
just the sweep width by using the VARIABLE 
SWEEP WIDTH control, In the preset positions, 
the SWEEP WIDTH switch automatically sets the 
IF gain and selects the proper filtering for the 
detected signal pip. 


Rear Apron Controls 


-20 dB LOG ADJ (-20 dB Logarithmic Adjust- 
ment): Adjusted for the proper bias on V3 when 
the AMPLITUDE SCALE switch is at the -20dB 
LOG position. Once the bias is adjusted for the 
proper 20 dB of attenuation in this stage, it need 
not be readjusted unless tube V3 is changed, 


RF INPUT: A test signal is coupled into this 
socket and used only when the HAM SCAN- 
SPECTRUM ANALYZER switch is at the SPEC- 
TRUM ANALYZER position, This input is match- 
ed for 50 2 coaxial cable, 


20 dB ATTEN (20 dB Attenuation): When this 
Switch is at the IN position, 20 dBof attenuation 
is connected to the RF INPUT socket and applied 
to the test signal. 


IF INPUT-SIG GEN (Signal Generator) INPUT: 
This is the input socket for the IF signal from 
your receiver (the HAM SCAN-SPECTRUM AN- 
ALYZER switch must be in the HAM SCAN posi- 
tion), When the HAM-SCAN-SPECTRUM ANA- 
LYZER switch is inthe SPECTRUM ANALYZER 
position, the signal from a variable frequency 
signal source, such as an RF signal generator, 
may be coupled into this socket, 


HAM SCAN-SPECTRUM ANALYZER: With 
this switch at the HAM SCAN position, a sampling 
of your receiver's IF frequency may be coupled 
to the IF INPUT-SIG GEN socket of the Scana- 
lyzer, 


When this switch is in the SPECTRUM ANA- 
LYZER position, the signal from a signal gen- 
erator is coupled into the IF INPUT-SIG GEN 
socket, At the same time, a test signal is 
coupled into the RF INPUT socket, The signal 
generator frequency is chosen so the differ- 
ence between it and the test signal is equal 
to the input frequency for which the Scana- 
lyzer is wired (IF frequency). 
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HORIZ WIDTH (Horizontal Width): Adjusts the 
length of the base line trace, 


VERT POS (Vertical Position): Adjusts the posi- 
tion of the base line trace along the vertical 
axis, The trace is normally positioned behind the 
horizontal, calibrated base line, 


LOG ADJ (Logarithmic Adjustment): Determines 
the operating point for the proper logarithmic 
characteristic of second IF amplifier V4, This 
control is adjusted only when the AMPLITUDE 
SCALE switch is set at the LOG position, 


ASTIG (Astigmatism): This control (in conjunc- 
tion with the FOCUS control) is adjusted only 
when there is a signal pip on the CRT screen to 
produce a clear, sharp trace, 


SCANNING A BAND 


( ) Plug the receiver IF output cable into the 
IF INPUT phono socket at the rear of the 
Scanalyzer, 


Set the controls of the Scanalyzer as follows: 

( ) HAM SCAN-SPECTRUM ANALYZER 
switch: HAM SCAN, 

( ) INTENSITY: Turn the unit on with this con- 
trol and set it for medium brightness of the 


display on the CRT, 


( ) FOCUS: Adjust for sharpest and clearest 
trace, 


( ) VARIABLE SWEEP WIDTH: Set the pointer 
at the previously calibrated 100 kHz band- 
width setting, 

( ) PIP CENTER: Center of rotation, 

( ) PIP GAIN: Fully clockwise, 


( ) VARIABLE SWEEP RATE: Fully counter- 
clockwise, 


( ) HORIZ POS: Center the trace horizontally 
on the screen, 


( ) AMPLITUDE SCALE: LIN position, 


( ) SWEEP WIDTH: VARIABLE position, 
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( ) Turn your receiver on and let it warm up, 
If it has an RF gain control, be sure it is set 
for maximum, Signal pips should appear 
along the CRT screen base line, indicating 
stations within the bandwidth being display- 
ed, 


( ) Adjust the PIP CENTER control to position 
the signal being heard at the center of the 
screen base line, 


(_ ) Adjust the PIP GAIN control for the desired 
display height, NOTE: To observe signals of 
comparable amplitude (10:1 or less) the 
AMPLITUDE SCALE switch shouldbe set to 
the LIN position, Examination of signals 
widely divergent in amplitude will require 
that this control be set in the LOG position, 
which will allow you to observe signals that 
differ as much as 40 dB in amplitude, 


Operational Discussion 


If your receiver has a crystal calibrator, tune the 
receiver so the tone is audible, Turn the cali- 
brator on and off several times while turning the 
PIP GAIN control and watching the CRT screen, 
Position the calibrator signal pip at the center of 
the screen base line with the PIP CENTER con- 
trol, 


If it is impossible to center the calibrator signal 
pip with the PIP CENTER control, it can be as- 
sumed that the signal generator used te adjust 
coil L3 was off calibration, Therefore, it will be 
necessary to readjust coil L3 to position the 
calibrator signal pip to the center ofthe screen, 
Refer to Oscillator And Mixer Alignment, either 
Method 1 (Page 38) or Method 2 (Page 44). 


In most SSB receivers a certain amount of BFO 
signal, called the BFO leakage signal, will ap- 
pear as a stationary pip, This is unavoidable; 
however, it does provide a handy reference pip 
for proper centering, This pip will disappear if 
the receiver can be switched to the AM mode, 


When a desired signal appears to move in a 
direction opposite to that expected, it is due to 
heterodyning circuitry of the receiver being 
used (whether the HF oscillator is positioned 
above or below the incoming signal), 
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False signals (birdies) may appear on the screen 
along with the signal pips, Birdies are usually 
receiver and Scanalyzer oscillator-mixer fre- 
quency products which fall in the band of the fre- 
quencies being viewed, Some of their charac- 
teristics are: 


1, They are not audible when tuned to the center 
of the screen, 


2. They move across the CRT screen at adif- 
ferent rate and/or direction than the audible 


Signal pips, 


3. They will appear with no antenna connected 
to the receiver, 


4, They will appear when the receiver RF gain 
control is at minimum, ’ 


The amount of AGC (or AVC) developed by dif- 
ferent receivers varies considerably, Inonere- 
ceiver the AGC may only affect the pip ampli- 
tude of the signal being heard, withthose pips at 
either side of the audible pip remaining unchang- 
ed, In another receiver, the entire display will 
be affected, Generally, some level of AGC (in 
variable RF gain receivers) can be found that 
will provide both sufficient pip amplitude and 
normal AGC action in the receiver, 


The overall frequency width displayed on the 
CRT can be checked at any time inthe following 
manner: Tune the receiver (or calibrating 
instrument) to place a specific signal pip at one 
end of the screen base line and note the frequency 
of the receiver, Then tune the receiver to place 
this same pip at the other end of the screen and 
again note the receiver frequency, The overall 
displayed frequency width will be equal to the 
difference between these two frequencies, 


The base line also can be calibrated by dividing 
the displayed frequency width by 10 to indicate 
the approximate frequency difference between 
the individual calibration marks, The approxi- 
mate bandwidth of a signal can then be determined 
by using the calibration marks, 


When calibrating the base line, use even number- 
ed (100 kHz, 200 kHz, 500 kHz, etc.) bandwidths, 
Thus, the base line calibration marks can be in- 
terpolated to read frequency directly, For ex- 
ample, if the VARIABLE SWEEP WIDTH control 
is set for a 500 kHz bandwidth, each calibration 


mark will be equal to 50 kHz, Additional ex- 
amples: 


200 kHz + 10 =20 kHz for eachcalibration mark, 
100 kHz + 10 =10kHzfor each calibration mark, 
50 kHz + 10 = 5 kHz for each calibration mark, 
10 kHz ; 10 = 1 kHz for each calibration mark, 


When a calibrating signal is used to mark the 
edges of the band, any out-of-band operation can 
be seen, This will be helpful if you contact DX 
stations whose operating frequency is outside of 
your authorized amateur bands, 


The Scanalyzer, when used witha general cover- 
age receiver, will locate harmonics and/or spur- 
ious radiation from your transmitter, Use a 
dummy load on the transmitter and no (or very 
little) antenna on the receiver, Set the SWEEP 
WIDTH control of the Scanalyzer to maximum, 
Key the transmitter and tune the receiver while 
watching the CRT screen (listen to the receiver 
also) for spurious signals and harmonics, This 
same method can also be usedto null the carrier 
of a filter-type SSB transmitter or the unwanted 
sideband of a phasing-type transmitter, 


In receivers using transformer coupling between 
the mixer and IF amplifier stages, the passband 
response may fall off sharply on both sides of the 
center (IF) frequency. Inreceivers using crystal 
or mechanical filters after the mixer stage, the 
response is quite flat for +50 kHz or more from 
the center (IF) frequency, The amplitude of the 
signal pips will therefore depend upon the re- 
ceiver passband response, When tuning a re- 
ceiver having a crystal or mechanical filter, 
the amplitude of the signal pip will decrease when 
it becomes audible, This is because the filter im- 
pedance becomes very low at its resonant fre- 
quency, 


Narrow Band Analysis 


Closer analysis of received on-the-air signals 
can be made if the sending transmitter uses con- 
stant carrier or steady tone modulation of the 
carrier, Because of the slower sweep rates inthe 
10 kHz or 50 kHz positions of the SWEEP WIDTH 
control, any quick amplitude variations could be 
missed, See Narrow Band Analysis, Page 62, Re- 
fer also to Spectrum Analyzer Applications, 
which follows, 
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IDENTIFYING CRT PATTERNS 


If proper adjustments have been made, the signal 
being heard from the receiver will appear at the 
center of the screen base line, CW, AM, RTTY, 
SSB, and electrical interference signals may be 
identified as shown in Figures 28 through 36, The 
width of the signal pip will depend onthe setting 
of the SWEEP WIDTH control, 


Figure 28 - Normal SSB: Since an SSB signalis 


only present during modulation, the pip will 
appear only when there is modulation present, 
The pip outline will also have peaks and valleys 
corresponding to the many voice frequencies, 


VARIES WITH 
MODULATION 


MODUL ATION 


10 kHz 100 kHz 


Figure 28 


Figure 29 - Normal AM: Under no modulation 
the carrier will appear continuous, During 
modulation, the sides of the carrier will vary 
accordingly, These are the sidebands of an 
AM carrier, 


Figure 30 - CW: The pip of a CW signal will 
appear each time the transmitter is keyed, In 
the event of high speed CW, certain characters 
will not appear on the screen, This is due to the 
relatively slower sampling rate of the reactance 
modulator, In other words, a fast "dit" will 
appear in the receiver passband and disappear 
faster than all the signals in the passband are 
being sampled, 


Wy bay: 
} T T i T T aa 
10 kHz 100 kHz 
Figure 29 
| varies 
WITH CW 
| SPEED 
10 kHz 100 kHz 


Figure 30 
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Figure 31 - Overmodulated AM: Very wide side- 
bands will appear with the carrier of an over- 
modulated AM signal, The approximate width 
can be measured by knowing the base line cali- 
bration, 
10 kHz 100 kHz 
Figure 31 


Figure 32 - Interfering AM Signals: The adjacent 
sidebands of two interfering AM signals will 


add and subtract giving the effect of avery wide 
AM signal with the center of the pip varying up 
and down, These two separate carriers may be 
seen if they are far enough apart in frequency, 
Interfering SSB signals - two interfering SSB 
signals will appear as a single, wide SSB signal 
with each half varying up and down at different 


rates, 
10 kHz 10 kHz 
Figure 32 
Figure 33 - RTTY: Teletype signals will appear 
as an unmodulated carrier with a slight amount 
of sideways shift and, depending on the type of 
RTTY system, a certain amount of vertical 
shifting, 
10 kHz 100 kHz 
Figure 33 


SIDE TO SIDE 
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10 kHz 100 kHz 


Figure 34 


Figure 34 - Ignition Noise: Usually a series of 


sharp pulses that move back and forth or all in 
one direction, 


Page 60 


Figure 35 - Random Noise: This type of noise 


appears in numerous forms, Usually a noise 
_ pulse from electrical equipment, etc,, is sharp 
and appears only briefly on the scope, A static 
burst is usually much wider, usually stationary 
on the screen, and lasts somewhat longer, 
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RANDOM 
MOVE MENT 


{— 


Figure 36 - Background Noise: This type of 
noise has the appearance of grass and is 
usually much lower in amplitude than the above 
types of noise, It gives a hissing sound ina 
speaker, 


10 kHz 100 kHz 
Figure 35 
Popa eet tea ary owe aeeetn oe 
10 kHz 100 kHz 
Figure 36 


The Scanalyzer As A Basic Test Instrument 


NOTE: A good quality RF signal generator thatis 
stable and hum-free, and is capable ofatleast a 
100 mV output, is required for the following type 
of operation, 


The Scanalyzer, when used as aspectrum analy- 
zer, can be used to check such things as oscil- 
lator stages for harmonic levels, parasitics, 
etc,; mixer stages for signal and oscillator feed- 
through and mixer products; and linear ampli- 
fiers for distortion products, See Figure 37 and 
refer to the following instructions, 


( ) Connect the output cable of the RF signal 
generator to the SIG GEN INPUT phono 
socket on the Scanalyzer, 


( ) Place the HAM SCAN-SPECTRUM ANA- 
LYZER switch at the SPECTRUM ANA- 
LYZER position, 


( ) Make up a test lead of small 50 2 coaxial 
cable (not provided) with a phono socket 
installed at one end, See Figure 38, The 
cable should be long enough to reach from 
the Scanalyzer to the circuit being tested, 


NOTE: Do not perform the next two steps if you 
intend to inductively couple the test signal to the 
free end of the input cable, 


( ) Connect a 51 2 (green-brown-black) resis- 
tor between the center conductor and shield 
at the other end of the coaxial cable, See 
Figure 38, 


COUPLING CAPACITOR 
VALUE DETERMINED 
BY AMOUNT OF TEST 
SIGNAL AVAILABLE, 


a + 


TO RF INPUT sin 
ON SCANALYZER 


Figure 38 
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RF SIGNAL 
GENERATOR 


Figure 37 


( ) If the signal to be tested has a DC compo- 
nent, connect one lead of a blocking capac- 
itor to the center conductor at this same 
end of the coaxial cable, See Figure 38, 


NOTE: Disregard the next step if youperformed 
the previous two steps, 


( ) For inductive coupling, connect a small loop 
of wire between the center conductor and 
shield at the open end of the coaxial cable, 
See Figure 39, The number of turns you will 
need in the loop will be determined by the 
amount of test signal available, 


NUMBER OF TURNS IN LOOP 
DETERMINED BY AMOUNT OF 
TEST SIGNAL AVAILABLE, 


= 
Figure 39 


( ) Plug the coaxial cable test lead into the RF 
INPUT phono socket on the Scanalyzer, 
Couple the other end of the test lead to the 
circuit under test, 


The RF signal generator frequency should be set 
to the test signal frequency, plus the IF frequency 
for which the Scanalyzer is wired, For example, 
if the test signal to be observed is 3500 kHz and 
the Scanalyzer is wired for an IF of 455 kHz, 
then the signal generator is set at 3955 kHz 
(3500 kHz + 455 kHz) to place the test signal pip 
at the center of the CRT screen, 


Another example could be a 50,1 MHz test signal 
with the Scanalyzer wired for an IF input fre- 
quency of 3395 kHz, The signal generator should 
then be set at a frequency of 53.495 MHz (50,1 
MHz + 3,395 MHz). 


The amplitude control onthe RF signal generator 
should be set to insert at least 0,1 volt of signal 
into the Scanalyzer. 


To locate the signal, it may be convenient to 
operate the Scanalyzer at maximum gain andthe 
signal generator at a high output, Once the signal 
is located, the signal generator output should be 
decreased, Also, use the minimum amount of 
test signal into the Scanalyzer that will give 
sufficient pip amplitude on the CRT screen, 
The 20 dB ATTEN switch may also be used 
to reduce the test signal input, Slowly search 
the spectrum by turning the signal generator 
until the signal appears at the center of the 
screen, 
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To find harmonics or spurious signals, follow 
the above procedure and slowly search the sus- 
pected band segment by turning the signal gen- 
erator, IMPORTANT: Depending on the input 
frequency of the Scanalyzer and the signal gen- 
erator being used, there could be spurious sig- 
nals developed from a combination of the two 
units, Therefore, make a preliminary search of 
the band segment before applying the test signal 
in order to recognize a urious signals that 
may be present, 


NARROW BAND ANALYZER 


When signals, or acarrier andits sidebands, are 
so closely spaced in frequency that atfull sweep 
width their pips tendto merge together, it may be 
possible to separate or resolve them by placing 
the SWEEP WIDTH switch at the 50 kHz or, if 
necessary, at the 10 kHz positions, See Figures 
40-1 through 40-8 (fold-out from Page 54), and 
Figures 40-9 through 40-13 (fold-out from Page 
63). Resolution of 1 kHz or more is possible at 
the 10 kHz position, Maximum resolution of the 
Scanalyzer is with the SWEEP WIDTH switch 
in the 10 kHz position and with both the VARI- 
ABLE SWEEP RATE and VARIABLE SWEEP 
WIDTH controls at their full counterclockwise 
positions, (Resolution is defined as the frequency 
separation between two equal adjacent signals, 
such that the intersection between their respec- 
tive vip indications is 30% below the apex 
amplitude,) 


DISTORTION MEASURE MENT 


To measure third-order distortion in an SSB 
(single-sideband) transmitter or exciter, modu- 
late the transmitter with two audio tones of equal 
amplitude, with a difference frequency ofthe or- 
der of 1 kHz to 2 kHz, The RF output will con- 
sist of two signals separated by the audio dif- 
ference frequency, If third-order distortion is 
present in the transmitter, spurious signals 
will appear that are higher and lower infrequency 
(by an amount equal to the difference frequency) 
than the two desired RF signals, 


Your Scanalyzer can be used for third order dis- 
tortion measurements as described in the follow- 
ing steps, 
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( ) To display two RF signals on the screen, 
follow the procedure listed under the head- 
ing ''The Scanalyzer As A Basic Test Instru- 
ment,"’ and connect the test signal cables as 
shown in Figure 37, except that the connec- 
tion between the unit under test and the 
Scanalyzer should be made as shown in 
Figure 41, NOTE: Be sure the two audio 
Signals modulating the transmitter are 
low in harmonic content or that the two tones 
selected are such that their harmonics fall 
outside the passband of the filter in the 
transmitter, 


— mh mers 


TO RF INPUT ON SCANALYZER 


2% DUMMY LOAD SUCH AS THE 
HEATHKITCANTENNA, 


Figure 41 


( ) Set the SWEEP WIDTH switch at the 10kHz 
position, Push in on the HORIZ POS control 
for the fast sweep and center the two pips 
on the screen with the PIP CENTER control, 


Set the AMPLITUDE SCALE switch to the 
-20 dB LOG position, Adjust the PIP GAIN 
control until the pips are at the 0 dB mark 
on the vertical amplitude scale, 


— 


( 


( ) Set the AMPLITUDE SCALE switch to the 
LOG position, The CRT display now shows 
signals from -20 dB to -60 dB below the 
peak amplitude of the two input signals, The 
amplitude of third-order distortion pips can 
be read from the vertical scale on the CRT 
screen, adding 20 dB to account for the fact 
that the input signals are deflected 20 dB 
over full scale, 
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IN CASE OF DIFFICULTY 


Recheck the wiring, Trace each leadincol- 
ored pencil on the Pictorialas itis checked, 
It is frequently helpful to have a friend check 
your work, Someone who is not familiar with 
the unit may notice something consistently 
overlooked by the builder, 


About 90% of the kits that are returned for 
repair do not function properly due to poor 
connections and soldering, Therefore, many 
troubles can be eliminated by reheating all 
connections to make sure that they are sol- 
dered as described in the Soldering section 
of the Kit Builders Guide, 


Check to be sure that all tubes are in their 
proper locations, Make sure that all tubes 
light up properly. 


Check the tubes witha tube tester or by sub- 
stitution of tubes of the same types known 
to be good, 


Check the values of the parts, Be sure that 
the proper part has been wired into each 
point in the circuit, as shown in the picto- 
rial diagrams and as called out in the wiring 
instructions, 


6. 


10, 


Check for bits of solder, wire ends or other 
foreign matter which may be lodged in the 
wiring, 


If, after careful checks, the trouble is still 
not located anda suitable meter is available, 
check resistance and voltage readings 
against those shown (fold-out from Page 64). 
NOTE: All voltage readings were taken with 
an 11 megohm input vacuum tube voltmeter, 
The use of a volt-ohm-milliammeter may 
load the circuit and result in a lower reading, 
Voltage and resistances may vary as much 
as 20%. 


A review of the Circuit Description will help 
indicate where to look for trouble, 


Refer to the Troubleshooting Chart on Page 
65 for further help in locating causes of 
trouble, 


Voltage and resistance measurements are 
given in Figures 42 (Page 64), 43, and 44 
(fold-out from Page 64), 


Refer to the Kit Builders Guide for service and 
warranty information, 
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SWEEP WIDTH AMPLITUDE SCALE 
Place AMPLITUDE SCALE Place SWEEP WIDTH 
Switch in LIN position Switch in 10 kHz position 
po [vas of spate, [cama | oleae gee os a 


LUG [[Voits] onms'][ Volts| Ohms [Volts | Ohms foe os 


VAR. SWEEP 
HOR. POS. oak 


[wares [oss fone [on 


FAST SWEEP 
SW VOLTS 


Normal Reading at Center Lug: 


NOTES: 


1. VOLTAGE AND RESISTANCE 
MEASUREMENTS TAKEN 
WITH A VTVM HAVING 
11 MEGOHMS INPUT RESISTANCE 
WITH COMMON LEAD TO 
CHASSIS. 


2. RESISTANCES ARE IN OHMS. 
K = 1000 
M = 1,000,000 
INF = INFINITY 


3. P DESIGNATES THE 
CONTACT FOR A POLE 
OF THE SWITCH. 


Figure 42 
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Figure 40-9 Figure 40-10 
Same amplitude modulated signal as shown Same as Figure 40-8, except amplitud 
in Figure 40-7, except amplitude scale is scale set at the Log position, 
now in the Log position. Observe the pip 
amplitude of the second harmonic of the 
modulating audio tone when shown on a log- 
arithmic scale, 


Figure 40-12 
Same two carriers as shown in Figure Distribution 
40-11, except the Sweep Width is now 10 tudes, Sweep 
kHz, Observe the improved resolution, Scale: Linear 
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SWEEP WIDTH AMPLITUDE SCALE 


Place AMPLITUDE SCALE Place SWEEP WIDTH 
Switch in LIN position Switch in 10 kHz position 
20 DB 
F° Li IN 
VAR | 50 kHz 10 kHz TOG OG L 


[206 [Vans] ohms [ vors[Onme | vors] Onme| | Los | Vors] onme f vote] ons | Vans] ons] 
[106 [Vous] onns [ vorsTomns [vous] omms | [x06 [vous] onms f vous] one [[ vos] ome 
2 0 0 0 


16 -0.5 -0.5 | 200 K 0 


VAR. SWEEP 
HOR, POS. RATE 


FAST SWEEP 
SW VOLTS 


Normal Reading at Center Lug: 


NOTES: 


1. VOLTAGE AND RESISTANCE 
MEASUREMENTS TAKEN 
WITH A VTVM HAVING 
11 MEGOHMS INPUT RESISTANCE 
WITH COMMON LEAD TO 
CHASSIS. 


2. RESISTANCES ARE IN OHMS, 
K ‘= 1000 
M = 1,000,000 
INF = INFINITY 


3. P DESIGNATES THE 
CONTACT FOR A POLE 
OF THE SWITCH. 


Figure 42 


Figure 40-9 Figure 40-10 Figure 40-11 
ape amplitude modulated signal as shown Same as Figure 40-8, except amplitudc Two equal amplitude interfering carriers 
in Figure 40-7, except amplitude scale is scale set at the Log position, 1 kHz apart, Sweep Width: 50 kHz, Amp- 


now in the Log position, Observe the pip 
amplitude of the second harmonic of the 
modulating audio tone when shown ona log- 
arithmic scale, 


Figure 40-12 


Same two carriers as shown in Figure 
40-11, except the Sweep Width is now 10 
kHz, Observe the improved resolution, 


litude scale: Linear, 


Figure 40-13 


Distribution of signals of various ampli- 
tudes, Sweep Width: 500 kHz, Amplitude 
Scale: Linear, 


NOTES: 


1, MEASUREMENTS MADE IN OHMS WITH A VTVM HAVING 11 MEG- 
OHMS INPUT RESISTANCE. COMMON LEAD TO CHASSIS GROUND, 
(K = 1000, M = 1,000,000). RESISTANCES MAY VARY 20%. 


CONTROLS POSITIONED AS FOLLOWS VIEWED FROM KNOB END 
OF SHAFT. 


Ss) = FULLY COUNTERCLOCKWISE 
(___] = FULLY CLockwise 
3. © > = RESISTANCE READING AT POINT INDICATED. 


% BEFORE READING THE METER IN A CIRCUIT INVOLVING LARGE 
FILTER CAPACITORS, WAIT A FEW MOMENTS UNTIL THE OHM- 
METER NEEDLE HAS ALMOST STOPPED MOVING. 


FIGURE 43 


CONDITIONS: 


AMPLITUDE SCALE SWITCH NORMALLY IN THE "LIN" POSITION 
UNLESS THE LEGEND BELOW INDICATES OTHERWISE. 


SWEEP WIDTH SWITCH NORMALLY IN THE "VARIABLE" POSITION 
UNLESS THE LEGEND BELOW INDICATES OTHERWISE. 


A. 


B, 
C. 
D 


AMPLITUDE SCALE SWITCH IN "LOG" POSITION. 
AMPLITUDE SCALE SWITCH IN "-200B LOG” POSITION. 
SWEEP WIDTH SWITCH IN "50 kHz" POSITION, 

BECAUSE OF THE SOLID STATE DIODES USED IN THESE 
CIRCUITS, READINGS WILL VARY DEPENDING ON 


OHMMETER RANGE SELECTED AND TYPE OF OHM- 
METER USED. 


SWEEP WIDTH SWITCH IN "10 kHz” POSITION, 
INDICATES THERE IS A CONTROL IN THE CIRCUIT, AND THAT 


READINGS MAY VARY DEPENDING ON THE CONTROL SETTING. 


20 DB ATTEN SWITCH AT THE "OUT" POSITION, 


20 DB ATTEN SWITCH AT THE "IN" POSITION, 


HAM-SCAN SPECTRUM ANALYZER SWITCH AT THE "HAM SCAN” 


POSITION, 


HAM-SCAN SPECTRUM ANALYZER SWITCH AT THE "SPECTRUM 


ANALYZER" POSITION. 


CY €466) 
(L 


NOTES: 


as 


MEASUREMENTS MADE WITH A VTVM HAVING 11 MEGOHMS 
INPUT RESISTANCE, WITH COMMON LEAD TO CHASSIS AND 
POLARITY REVERSING SWITCH. 

CAUTION: HIGH NEGATIVE VOLTAGES ARE FOUND AT MANY 
POINTS - TAKE PROPER PRECAUTIONS IN HANOLING THE 
CHASSIS AND IN CONNECTING YOUR VOLTMETER. 


VOL TAGE LEGEND: 
CONTROLS VIEWED FROM KNOB END OF SHAFT: 


DCV, FULLY COUNTERCLOCKWISE. 
= DCV, FULLY CLOCKWISE. 
(33) = NORMAL OPERATING DCV. 


©) = AC VOLTS MEASURED BETWEEN POINTS INDICATED. 


* BECAUSE OF THE SAWTOOTH WAVEFORM AT THESE 
POINTS, THE OC VOLTAGE WILL FLUCTUATE. 


FIGURE 44 
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CONDITIONS: 


AMPLITUDE SCALE SWITCH NORMALLY IN THE "LIN” POSITION 
UNLESS THE LEGEND BELOW INDICATES OTHERWISE. 


SWEEP WIDTH SWITCH NORMALLY IN THE "VARIABLE™ POSITION 
UNLESS THE LEGEND BELOW INDICATES OTHERWISE. 


A. AMPLITUDE SCALE SWITCH IN "LOG" POSITION. 

B. AMPLITUDE SCALE SWITCH IN "-20D8 LOG” POSITION. 

C. SWEEP WIDTH SWITCH IN "SO kHz” POSITION, 

D. BECAUSE OF THE SOLID STATE DIODES USED IN THESE 
CIRCUITS, READINGS WILL VARY DEPENDING ON 


OHMMETER RANGE SELECTED AND TYPE OF OHM- 
METER USED, 


SWEEP WIDTH SWITCH IN "10 kHz” POSITION. 


INDICATES THERE IS A CONTROL IN THE CIRCUIT, AND THAT 
READINGS MAY VARY DEPENDING ON THE CONTROL SETTING. 
20 DB ATTEN SWITCH AT THE "OUT" POSITION. 

20 DB ATTEN SWITCH AT THE "IN" POSITION. 


HAM-SCAN SPECTRUM ANALYZER SWITCH AT THE "HAM SCAN" 
POSITION, 


HAM-SCAN SPECTRUM ANALYZER SWITCH AT THE "SPECTRUM 
ANALYZER” POSITION. 


- THIS VOLTAGE WILL BE "0" FOR ALL IF FREQUENCIES EXCEPT 
455 kHz AND 3345 kHz. 


Tube filaments do not light; 
no B+ voltage, 


Tube filaments light but no 
B+ voltage, 


Filaments in tubes V3, V4, 
and V6 light (AC) but filaments 
in tubes V1, V2, and V5 do not 


light, 
Low B+ voltage, 
No trace, regardless of control 


settings, 


Spot on CRT but no horizontal 
deflection, 


No vertical deflection, 


Sweep oscillator V2 not 
sweeping. 


Open fuse in fuseholder, 
Open switch on rear of Intensity control, 
Power transformer wired incorrectly. 


Power transformer wired incorrectly, 
Defective silicon diode (D4 through D7) 
or diode incorrectly installed, 

Open transformer winding, 


Defective silicon diode (D8 through D11) 
or diode incorrectly installed, 

Filter capacitor C54 shorted or installed 
backwards, 


Shorted filter capacitor, 
Open or incorrectly installed silicon diode, 


Check voltage readings at CRT socket on 
lugs 6, 7, 9, and 10, NOTE: Observe 
extreme care as voltages are dangerously 
high, 

Selenium diode D2 or D3 improperly con- 
nected or faulty, 


Check 

Check 

Check 

socket 

Sweep Width switch wired i 
Neon lamp NE-83-B d 


long enough, 


ma im fF 


1, Diode Dl improperly connected or defective, 

2. Open or wrong resistors connected to Pip 
Center control, 

3. Defective Pip Center control, 

4, Filter capacitor Cl shorted or installed 

backwards, 


Improper negative bias at Dl, 


Diode D1 improperly connected or defective, 
2. Open or wrong resistors connected to 
Variable Sweep Width control, 

Defective Variable Sweep Width control, 


No sweep voltage to diode 
Dil, 


1, Improper connections to Focus control, 
or defective control, 

2, Check C47, C48, C49, R76, R78, and R79, 
NOTE: Some defocusing at the ends of the 
trace is normal and will not interfere with 
the Scanalyzer operation, 

ASTIG control improperly adjusted, 


Poor focusing, 


1, Resistor R8 not grounded, 

2, Variable Sweep Width control set at full 
clockwise position, 
Signal input too strong, 


Double pips from single input 
signal, 


Retrace line shows on CRT 1, Intensity set too high, 


screen, 


- Defective Pip Center control, 
2. Open or improper resistors connected to 
Variable Sweep Width control, 


Pips appear on screen base 
line when Pip Center control is 
turned, or pips appear with no 

signal input, 


T2, or T3 not tuned 


Transformer T1, 
properly, 
Variable Sweep Rate control set too high, 


Pip distorted, 


1, Coil L1 improperly tuned, 
2. Coil L1 open, 
Capacitor C9 defective or not soldered, 


CRT base line jumps abruptly 
while tuning receiver, 


Check voltages on V6, 
2. Defective Horizontal Width control or in- 
correct value of resistance, 

Capacitor C43 defective, 


CRT base line does not fill 
screen, 


SPECIFICATIONS 


RF AMPLIFIER 


‘Input Frequencies (Receiver IF),.......-2+ 


SET ERESDONSS,” 2”, ow oc cnc cee eeces 
IF Frequency. soeeseeeeenteteetpee#eerfrnrnrteeeteeneee 


hi a a a 


eel ein ne Wigan i, oi seal ® 


HORIZONTAL DEFLECTION 


Horizontal Sweep Generator, ....ceeccceses 


Sweep Rate (Approximate Frequencies). .... 


eerween Wid, .cceccececcvecsccos 


LEIS WIGS: Lone 5 ow cles ee ec es 


*These sweep widths are minimum values, 
Actual sweep width ranges will be greater than 
those listed, depending on the receiver IF fre- 
quency for which unit is wired, 


One of the following: 455 kHz, 1000 kHz, 
1600 to 1680 kHz, 2075 kHz, 2215 kHz, 2445 kHz, 
3000 kHz, 3055 kHz, 3395 kHz, 5200 to 6000 kHz, 


+0,5 dB at +50 kHz from receiver IF. 

350 kHz, 

Approximately 10 yuv input signal provides a 
visible signal (40 dB mark) at full pip gain set- 
ting, 

Test signal input frequencies up to 50 MHz, 


Sawtooth sweep produced by neon lamp relaxa- 
tion oscillator, 


10 kHz preset: 0,5 Hz, 
50 KHz preset: 2 Hz to 2,5 Hz, 
Variable: 5 Hz to 15 Hz, 


10 kHz preset: 10 kHz, 
50 kHz preset: 50 kHz, 


IF SWEEP WIDTH 
455 kHz 10 kHz to 100 kHz 
1000 kHz 50 kHz to 500 kHz 
1600 kHz 50 kHz to 500 kHz 
1680 kHz 50 kHz to 500 kHz 
2075 kHz 50 kHz to 500 kHz 
2215 kHz 50 kHz to 500 kHz 
2445 kHz 50 kHz to 500 kHz 
3000 kHz 100 kHz to 500 kHz 
3055 kHz 100 kHz to 500 kHz 
3395 kuz 100 kHz to 500 kHz 
5200 kHz 100 kHz to 500 kHz 
6000 kHz 100 kHz to 500 KHz 
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Resolution, . o:wie covets sic-c « 0s his tae seisEe Sai 1 kHz, 


NOTE: Resolution is defined as the frequency 
separation between two equal adjacent signals 
such that the intersection between their re- 
spective pip indications is 30% below the apex 
amplitude, 


Amplitude SCAlOS.cccers 1st & reo latee «wee ouare Linear: 20 dB (10:1) range, 
Log: 40 dB (100:1) range, 
~20 dB Log: (Extends calibrated range to 60 dB) 


POWER SUPPLY 
TYDC, caus c.¢ piaks innetane cas aie ake tLe ee Transformer operated; fused at 1/2 ampere, 


LOw Voltage... css c.0 6 7s oe siete tetas abete Ts Full-wave voltage doubler circuit, using four 
Silicon diodes, 


High Voltage.:. ssc ss «sic stecdie telateterarieeeaeane Full-wave voltage doubler circuit, using two 
selenium diodes, 


Bias: Voltage, ica ove! obs) Slee ele ete eee Chiat ene Full-wave bridge circuit, using four silicon 
diodes, 


Power Requirements, . sa cele a sistas alee tle 120 or 240 volts AC, 50/60 Hz, 40 watts, 


GENERAL 


Tube Complement. -esseceeeveeeeesere & 1 - 3RP7 CRT, high persistence (yellow trace 
with screen filter), 
1 - 6AT6, detector vertical amplifier, 
1 - 6AU6, IF Log amplifier, 
1 - 6EA8, sweep oscillator, mixer, 
1 - 6EW6, RF amplifier, 
1 - 6EW6, IF amplifier, 
1 - 12AU7, horizontal, push-pull amplifier, 


Diode Complement, . . esrccccvveescccce 8 - Silicon diodes, low voltage rectifier, DC 
filament rectifier, 

2 - Selenium diodes, high voltage rectifiers, 

1 - Silicon diode, voltage-variable capacitor, 


Cabinet DitmenSionsaey. Wl. se so oc Sree eee 6-5/8" high x 10" wide x 10-1/2"' deep, 


Net. Weights «oe dreses sre Riis serw teeta rorstemebetenaee 10 lbs, 


| i — a> > [AR annem 


The Heath Company reserves the right to discon- 
tinue instruments and to change specifications at 
any time without incurring any obligation to in- 
corporate new features in instruments previous- 
ly sold, 
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CIRCUIT DESCRIPTION 


Refer to the Schematic (fold-out from Page 75) 
and the Block Diagram below while reading this 
Circuit Description, NOTE: The Schematic Dia- 
gram shows three possible RF amplifier-to- 
mixer coupling circuits, The one used will de- 
pend on the IF frequency of your receiver, 


Basically, the Scanalyzer is a receiver combined 
with an oscilloscope, The mixer stage of the 
Scanalyzer is automatically swept across a 
band of frequencies that centers around the IF 
passband of the receiver to which it is connected, 
Each of the received signals in this IF passband 
is then tuned in for a moment as the high fre- 
quency (mixer) oscillator sweeps by it; the re- 
ceived signals are then displayed in the form of 
vertical pips on the cathode ray tube, 


RF AMPLIFIER 


The band of frequencies to be viewed is centered 
on your receiver's IF frequency, Input signals 
are taken from the receiver's mixer plate and 
coupled through capacitor C,. to the grid of RF 
amplifier tube V1 (the response of most re- 
ceivers is usually quite broad at the mixer plate), 
The Pip Gain control in the grid circuit of V1 
controls the amount of signal applied, thereby 
controlling the height of the pip displayed onthe 
CRT screen, Coil L1 and capacitor Cl form a 
trap circuit which effectively shorts to ground 
any 350 kHz signal at the input (350 kHz is the 
IF frequency of the Scanalyzer,) 


IF INPUT © RF 350 KC 
AMPLIFIER MIXER XTAL 
RF INPUT ©) v1 V2A FILTER 


SWEEP 
OSCILLATOR 


Vv2B 


PIP CENTER CONTROL 


SWEEP 
SWEEP WIDTH CONTROL GENERATOR 


The signal from V1 is coupledto mixer tube V2A 
through one of the three coupling circuits shown 
at the bottom of the Schematic, A tuned circuit, 
RFC 1 and its capacitor C14 (Optional mixer 
circuit #1), is used only when the Scanalyzer 
is operated with receivers with a 455 kHz IF, 
This circuit is tuned to about 420 kHzto restore 
the amplitude of the signal in this frequency 
area and compensate for any attenuation due to 
the 350 kHz trap, A bandpass filter with a 
bandwidth of 500 kHz (#2) is used whenthe Scan- 
alyzer is operated with receivers having an IF of 
3395 kHz, This circuit will attenuate most un- 
wanted signals from the receiver that may enter 
the instrument and cause "birdies" to appear on 
the screen, Allother receiver IF frequencies use 
only resistive coupling, as shown by resistor R31 
in coupling circuit #3, 


When the Scanalyzer switch is placed in the Spec- 
trum Analyzer position, the cathode bypass ca- 
pacitor for V1 is removed from the circuit, RF 
amplifier stage V1 then becomes a mixer witha 
test signal injected on its cathode and an external 
signal generator coupled to its grid circuit, The 
Signal generator frequency is selected to mix 
with the test signal frequency to produce the 
receiver IF frequency for which the front end 
of the Scanalyzer is wired, A 20 dB attenuator 
switch is incorporated in the RF input (cathode) 
circuitry, 


SWEEP OSCILLATOR V2B 


The high frequency oscillator signal that is 
coupled to mixer tube V2A is supplied by the 
sweep oscillator circuit of tube V2B, Tube V2B 


CRT 
v7 


DETECTOR 
VERTICAL 


IF 
AMPLIFIER 
AMPLIFIER 


AMPLIFIER 


© LIN 


PUSH-PULL 
HORIZONTAL 
AMPLIFIER 

V6A AND B 


HORIZONTAL 


NEON BULB 


BLOCK DIAGRAM 
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is connected as a Hartley oscillator, except that 
the voltage-variable capacitance of diode D1 is 
used to sweep modulate the tuned circuit of coil 
L3 and capacitor C4, The capacitance of D1, and 
therefore the oscillator frequency, is alteredata 
regular rate by a portion of the horizontal saw- 
tooth sweep voltage, which is coupled to it through 
a section of the horizontal Sweep Width switch, 
resistor R3, Variable Sweep Width control R4, 
and resistor R9, Bias is supplied to diode D1 
through the Pip Center control, 


The plate voltage of V2B is regulated to provide 
oscillator stability by neon lamp NE-83-A, This 
lamp is also used for the "ON" indicator of the 
unit, 


The sweep width is determined by the amplitude 
of the sawtooth voltage that is applied to diode D1, 
which is controlled by the setting of the variable 
Sweep Width control and Sweep Width switch, 


MIXER 


The amplified receiver IF signal at the plate of 
RF amplifier V1 is coupled through the required 
coupling circuit and through capacitor C23 to 
the grid of V2A, Theplate circuit of V2A is tuned 
to 350 kHz byacrystal filter consisting of trans- 
former T1 and crystals Yl and Y2, The 350 kHz 
IF signal therefore, at any given instant, will 
originate inthe mixer as the difference frequency 
between the instantaneous sweep oscillator fre- 
quency and any input RF signal that is exactly 
350 kHz away, As the sweep oscillator frequency 
changes, different input signals will be coupled 
through the Scanalyzer to the cathode ray tube, 
where they will be presented as vertical pips, 


Gag reatruxir 


CRYSTAL FILTER AND IF AMPLIFIERS 


Bifilar transformer T1 and crystals Y1 and Y2 
form a half-lattice filter that provides extremely 
good resolution for an instrument of this type. 
The frequency spacing of Y1 and Y2 resultin an 
IF bandwidth of approximately 210 Hz atthe 6 dB 
points, The first IF stage, V3, is a conventional 
IF amplifier except for the cathode circuit, A 
fixed value of resistance inthe cathode circuitis 
selected by a section of the Sweep Width switch 
to control the gain of this stage when selecting 
different sweep widths, A negative bias voltage 
is applied to the grid of this stage when the 
Amplitude Scale switch is placed in the -20 dB 
Log position, 


The second IF stage, V4, is similar to the first 
IF stage, except at the Log setting of the Ampli- 
tude Scale switch a DC feedback voltage from the 
detector is applied to the grid of V4 to reduce its 
gain for strong signals, The chassis mounted 
Log-Adjust control determines the magnitude of 
the feedback voltage and the operating point of the 
IF stage which controls the logarithmic char- 
acteristic, 


DETECTOR 


The amplified 350 kHz signals from V4 are pass- 
ed through IF transformer T3 to the diode plate 
of detector V5, The output of the detector is 
direct-coupled to the grid of V5 through a low- 
pass RC filter consisting of capacitor C38, 
resistor R53, and combinations of capacitors 
C39, C41, and C42, which are selected bya sec- 
tion of the Sweep Width switch, This switch sec- 
tion provides a different degree of hum filtering 
for each switch position, 
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HORIZONTAL SAWTOOTH GENERATOR AND 
AMPLIFIER 


Neon lamp NE-83-B, resistors R56 and R57, the 
Variable Sweep Rate control, and capacitor C43 
function as arelaxation-type sawtooth oscillator, 
At the beginning of each cycle, capacitor C43 
begins to charge up to the supply voltage, Since 
the supply voltage is nearly ten times the firing 
voltage of the noen lamp, the voltage rise is quite 
linear, 


When its firing voltage (about 70 volts) is reach- 
ed, the lamp fires and the stored energy in the 
capacitor is quickly discharged through the lamp, 
When the extinguishing voltage is reached, the 
lamp goes out, capacitor C43 begins to charge 
again, and a new cycle begins, 


This sawtooth voltage waveform is coupled 
through the Horizontal Width control (rear 
apron) to the grid of horizontal push-pull am- 
plifier stage V6A, The Horizontal Width con- 
trol determines the amount of sawtooth voltage 
to be amplified, The sawtooth voltage wave- 
form is coupled to V6B through a common 
cathode connection, which produces the proper 
phase relationship for push-pull amplification, 


The amplified sweep voltage at the plates of V6A 
and V6B is coupled directly to the horizontal de- 
flection plates of the CRT, V7, Capacitor C46 
couples the sweep voltage back to sweep oscil- 
lator circuit V2B, 


POWER SUPPLY 


All B+ voltages are provided by a full- wave volt- 
age doubler circuit, This circuit uses four silicon 
diodes, D4 through D7, Resistors R81, R82, and 
R83, capacitors C51 and C52, and four-section 
capacitor C53 make up the B+ filtering network, 
The -1500 volts DC required by the CRT is pro- 
vided by selenium rectifiers D2 and D3, capaci- 
tors C47, C48, and C49, and resistor R79 ina 
full-wave voltage doubler circuit, 


A 6,3 volt filament winding on power transform- 
er T4 provides AC filament power for tubes V3, 
V4, and V6, A bridge rectifier, consisting of 
Silicon diodes D8 through D11, provides DC fila- 
ment voltage for tubes V1, V2, and V5to keep the 
hum level on the signal down toa minimum, This 
is particularly important when using the slow 
Sweep rate and narrow band width for narrow 
band analysis, The bias voltage that is appliedto 
diode D1 in the sweep oscillator circuit and to 
the grid of IF amplifier stage V3 for the -20 dB 
Log position, is also derived from this circuit, 
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REPLACEMENT PARTS PRICE LIST 


PART PRICE DESCRIPTION PART # =PRICE DESCRIPTION 
No, Each No, Each 
RESISTORS CAPACITORS 
1/2 Watt Resin and Mica 
1-62 10 51 Q 20-52 gies M Sok psa» 
1-84 10 62 2 20-130 a 12 pf 
1 bas: 10 100 2 20-99 i ts 22 pf 
1-63 10 510 2 20-124 ee 115 pf 
1-9 ral, 1000 2 20-104 Pa kis 130 pf 
1-93 SLO 1800 2 20-107 40 680 pf 
a hs Bes cL 2700 2 PA OES WHY 245 1800 pf 
1-14 10 3300 2 20-42 20 510 pf mica 
1-16 ue) 4700 2 Disc 
1-20 10 10 KQ 
21-78 10 36 5S pt 
iL=yAal 10 15 KQ 
2l= PAT 10 56 pf 
1-22 10 22 KQ 
21-54 10 08=6 75 pf 
1-24 10 33 KQ 
21-9 10 100pf 
1-25 210 47 KQ 
21-56 10 470 pf 
1-60 10 68 KQ 
Zee 10 005 ufd 
1-26 9 Ora due somes 21-31 10 02 pfd 
1-27 10 150KQ e ° nasetlgs 
1-29 10 220 KQ Tubular-Resin 
LO 10 330 KQ ARPS AS) 245 .l ufd tubular, 1200 VDC 
eco 10 470 KQ 23-94 90 15 ufd tubular, 1600 VDC 
1-68 10 820 KQ DA ety .20 .1 ufd resin 
1-36 10 1,5 megohm 27-60 025 .22 yufd resin 
Tee 10 3,3 megohm Ped He | 1.30 1 ufd resin 
ieSyal ie 4,7 megohm 
1-86 10 5.6 megohm Electrolytic 
1-40 .10 10 megohm 25-94 e715 10 pfd 
1-74 10 18 megohm 25-41 1.00 40 ufd 
1-70 10 22 megohm 25-56 645 100 ufd 
1-139 10 100 megohm 25-154 1.65 2500 yufd 
25-93 2.15 60-40-20-20 yufd 
Other CONTROLS 
Lo2 =] LO 1000 2 1 watt 
Spgs E10 33 KQ 1 watt 10-42 POL 5000 2 
fea 53—2 .20 1000 2 2 watt 10-32 m5) 0) 1 megohm 
1-3-2 20 10 KQ 2 watt 10-94 of5 7,5 megohm 
1-18-2 PAG 33 KQ 2 watt 10-58 35 100 KQ twist-tab 


1-5-2 Aue 220 KQ 2 watt 10-127 030 1 megohm twist-tab 
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PART PRICE DESCRIPTION PART PRICE DESCRIPTION 
No, Each No, Each 

Controls (cont'd.) SOCKETS 

10-115 030 7.5 megohm twist-tab 

10-166 60 100 K® with wire leads 434-34 oka 7-pin tube socket 

19-78 285 500 KS with snap switch 434-56 15 9-pin tube socket 


19-80 2.40 500 KQ with push switch 434-42 10 Phono socket 
434-74 Pas) Crystal socket 


SWITCHES 434-131 .90 CRT socket 
60-4 20 SPDT slide switch 
60-15 Ait DPDT slide switch HARDWARE 


63-336 2,05 3-position, 3-pole single- 


wafer switch #8 Hardware 
63-439 1,65 3-position, 4-pole, single- 950-137 05 8-32 x 3/8" screw 


mates Suitch 250-43 .05 8-32 x 1/4" setscrew 
252-4 .05 8-32 nut 
254-2 .05 #8 lockwasher 
COILS- TRANSFORMERS 
40-590 .45 350 kHz trap coil #6 Hardware 
40-775 60 Oscillator coil 250-40 05 6-32 x 1-1/2" screw 
40-776 255 = Oscillator coil 250-29 05 6-32 x 3/4" screw 
40-808 645 Oscillator coil 250-250 205 6-32 x 1/2" screw (black) 
40-807 40 Oscillator coil 250-89 05 6-32 x 3/8" screw 
45-33 .30 305 uH peaking coil 250-56 05 6-32 x 1/4" screw 
52-95 1,15 IF input transformer 252-3 05 = 6-32 nut 
52-96 4h IF coupling transformer 253-60 205 #6 flat washer 
52-100 1,55 IF output transformer 254-1 .05 #6 lockwasher 
52-101 4,30 Bandpass coupling trans- 259-1 205 Large #6 solder lug 
259-6 205 Small #6 solder lug 


former 


54-182 6.90 Power transformer 
#3 Hardware 


250-172 .05 3-48 x 3/8" screw 

250-49 .05 3-48 x 1/4" screw 
TERMINAL STRIPS 252-1 .05 3-48 nut 

254-7 205 #3 lockwasher 
431-57 10 2-lug 
431-32 610 2-lug 


431-10 10 3-lug Control Hardware 

431-12 10 4-lug 252-7 e05 Control nut 

431-40 10 4-lug 253-10 “00 Control flat washer 
431-45 10 6-lug 254-4 .05 Thick control lockwasher 
aoieoo 06 LO 6-lug 254-5 205 Thin control lockwasher 
431-44 aly 4-lug high voltage type 259-10 05 Control solder lug 


431-42 510 5-lug high voltage type 455-9 ero Brass bushing 
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PART PRICE 
No. Each 


Other Hardware 


252-9 .05 
252-10 .05 
255-55 035 
255-63 40 
260-7 .05 


260-29 025 
METAL PARTS 


100-329 200 
207-1 10 
210-31 .60 
203-448-3 
2.70 
200-471-2 
2.90 


90-337 8,70 


DESCRIPTION 


Speednut, large 

Speednut, small 

3/4" long, tapped phenolic 
spacer 

2'' tapped spacer 
Transformer mounting clip 
Crystal clip 


CRT mounting ring 
CRT neck clamp 
Bezel 


Front Panel 


Chassis 
Cabinet 


DIODES-CRYSTALS-TUBES-LAMP 


56-49 4,50 
57-27 -60 
57-44 1,40 


404-304 11.20 


411-10 1,05 
411-11 1,00 
411-25 1,20 


Varicap* 

Silicon diode, 750 ma,, 

500 PIV 

Selenium diode, 2 ma.,, 

1750 PIV 

Crystals (matched set, 350 
kHz and 349,850 kHz), 

6AT6 tube 

6AU6 tube 

12AU7 tube 


DESCRIPTION 


Diodes-Crystals-Tubes-Lamp (cont'd.) 


PART PRICE 
No, Each 
411-124 1,50 
411-170 1,20 
411-232 35,00 
412-44 sa0 
MISCELLANEOUS 
73-44 10 
73-46 10 
73-5 10 
75-24 0 
89-1 ata 


134-139 3,60 
205-254 .10 


206-30 “ie 
206-304 4,50 
261-9 .05 


261-25 205 
255-59 15 


343-5 .10/ft 
344-50 .05/ft 
346-1 .05/ft 
391-47 bE AS, 


413-10 10 
421-20 30 


422-1 y43) 
438-4 10 
462-191 70 
481-1 a (0) 
414-17-1 10 
490-1 .10 
490-5 10 
331-6 alu 
595-827 2,00 


6EA8 tube 

6EW6 tube 

3RP7 CR tube 
NE-83 neon lamp 


3/4" plastic grommet 
5/16" plastic grommet 
Rubber cushion strip 
Line cord strain relief 
Line cord 

Wire harness 
Alignment tool blade 
Spiral shield 

CRT shield 

Rubber foot 

Plastic foot 

Plastic foot spacer 
Coaxial cable 

Hookup wire 

Sleeving 

Nameplate 

Pilot lamp lens 

1/2 ampere slow-blow fuse 
Fuse block 

Phono plug 

Knob 

Capacitor mounting wafer 
Grid screen 

Alignment tool 

Nut starter 

Solder 

Manual 


The above prices apply only on purchases from 
the Heath Company where shipment is toa U.S.A. 
destination, Selling prices elsewhere in U.S.A, 
may be slightly higher to offset transportation 
and local taxes, Outside the U.S.A. parts and 
service are available from your local Heathkit 
source and willreflect additional transportation, 
taxes, duties and rates of exchange, 
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IF CHART 


RECEIVE OSCILLATOR Rl R2 
IF en COIL L3 (10 kHz) (50 kHz) 


820 K 
10M 
10M 
10M 
10M 
10M 
18 M 
22 M 
22 M 
22 M 
22 M 


32 M (22 + 10) 


*A value of 260 pf (two 130 pf capacitors in parallel) is used at C3 with coil 40-775, 


Capacitors are shown in pf, 


Resistors are shown in ohms (K = 1000, M = 1,000,000). 
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NOTES: 
1. SEE IF CHART ON PAGE 75, BLK-REO 


2. A. NO CAPACITOR USED ACROSS L3 WHEN WIRED FOR 1000 kHz. 
B. WHEN WIRED FOR A RECEIVER IF FREQUENCY OF 455 kHz, C4 IS 75 pf. 


3. WHEN OSCILLATOR COIL 40-775 IS USED AT L3, CHANGE C3 TO 260 pf. 


4. CAPACITOR VALUES LESS THAN 1 ARE IN ufd. VALUES OF 1 AND ABOVE ARE IN pf 
- = 5 een Seat hy UNLESS OTHERWISE MARKED, y . 
Soo See rort 


IN OHMS (K = 1000, M = 1,000,000). 50/60 HZ 


6. SWITCH WAFERS ARE SHOWN IN FULL COUNTERCLOCKWISE ROTATION AS VIEWED 


FROM THE REAR, ARROWS SHOW DIRECTION OF COUNTERCLOCKWISE KNOB ROTA- 
TION, 


7. NE-83-A, VOLTAGE REGULATOR, IS ALSO USED AS THE PANEL "ON" INDICATOR, 
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ALTERNATE WIRING 
5. ALL RESISTORS ARE 1/2 WATT UNLESS OTHERWISE MARKED. RESISTOR VALUES ARE FOR 240 VOLTS 
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